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Case Narrative 
Client: Weston Solutions, Inc. TestAmerIca Job ID: 680-95839-1 
Project/Site: Wedron Site 

Job ID: 680-95839-1 

Laboratory: TestAmerIca Savannah 

Narrative 

CASE NARRATIVE 
Client: Weston Solutions, Inc. 

Project: Wedron Site 
Report Number: 680-95839-1 

With the exceptions noted as flags or footnotes, standard analytical protocols were followed In the analysis of the samples and no 
problems were encountered or anomalies observed. In addition all laboratory quality control samples were within established control 
limits, with any exceptions noted below. Each sample was analyzed to achieve the lowest possible reporting limit within the constraints of 
the method. In some cases, due to Interference or analytes present at high concentrations, samples were diluted. For diluted samples, 
the reporting limits are adjusted relative to the dilution required. 

Calculations are performed before rounding to avoid round-off errors In calculated results. 

All holding times were met and proper preservation noted for the methods performed on these samples, unless othenvise detailed In the 
individual sections below. 

RECEIPT 
The samples were received on 11/06/2013: the samples arrived In good condition, properly preserved and on Ice. The temperature of the 
coolers at receipt was 2.6 C. 

Only VOC vials were received for this sample: WGW-RW06-110413 (680-95839-6). 

VOLATILE ORGANIC COMPOUNDS (GC-MS> 
Samples WGW-RW01-110413 (680-95839-1), WGW-RW02-110413 (680-95839-2), WGW-RW03-110413 (680-95839-3), 
WGW-RW04-110413 (680-95839-4), WGW-RW05-110413 (680-95839-5) and WGW-RW06-110413 (680-95839-6) were analyzed for 
Volatile organic Compounds (GC-MS) In accordance with EPA Method 524.2. 

Method(s) 524.2; The laboratory control sample (LCS) for batch 302639 recovered outside control limits for the following analyte; 
dichlorodlfluoromethane. This analyte was biased high In the LCS and was not detected In the associated samples; therefore, the data 
have been reported. 

TOTAL METALS (ICPMS) ^ 
Samples WGW-RW01-110413 (680-95839-1), WGW-RW02-110413 (680-95839-2), WGW-RW03-110413 (680-95839-3), 
WGW-RW04-110413 (680-95839-4) and WGW-RW05-110413 (680-95839-5) were analyzed for total metals (ICPMS) In accordance with 
EPA Method 200.8. 

TOTAL MERCURY 
Samples WGW-RW01-110413 (680-95839-1). WGW-RW02-110413 (680-95839-2), WGW-RW03-110413 (680-95839-3), 
WGW-RW04-110413 (680-95839^) and WGW-RW05-110413 (680-95839-5) were analyzed for total mercury In accordance with EPA 
Method 245.1. 

NITRATE-NITRITE AS NITROGEN 
Samples WGW-RW01-110413 (680-95839-1), WGW-RW02-110413 (680-95839-2), WGW-RW03-110413 (680-95839-3), 
WGW-RW04-110413 (680-95839-4) and WGW-RW05-110413 (680-95839-5) were analyzed for nitrate-nitrite as nitrogen In accordance 
with EPA Method 353.2. 

Method(s) 353.2: The following sampie(s) was received with insufficient time remaining to perform the Nitrate analysis within holding time: 
WGW-RW01-110413 (680-95839-1), WGW-RW02-110413 (680-95839-2), WGW-RW03-110413 (680-95839-3). Therefore, N03+N02 
was analyzed which allows for a 28-day hold time. 
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Sample Summary 
Client: Weston Solutions, Inc. 
Project/Site: Wedron Site 

TestAmerica Job ID: 680-95839-1 

Lab Sample ID Client Sample 10 Matrix Collected Received 
680-95839-1 WGW-RW01-110413 Water 11/04/13 10:55 11/06/13 09:37 
680-95839-2 WGW-RW02-110413 Water 11/04/1311:45 11/06/13 09:37 
680-95839-3 WGW-RW03-110413 Water 11/04/13 13:00 11/06/13 09:37 
680-95839-4 WGW-RW04-110413 Water 11/04/13 13:30 11/06/13 09:37 
680-95839-5 WGW-RW05-110413 Water 11/04/13 14:13 11/06/13 09:37 
680-95839-6 WGW-RW06-110413 Water 11/04/1315:50 11/06/13 09:37 
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Method Summary 
Client: Weston Solutions, Inc. 
Project/Site: Wedron Site 

TestAmerica Job ID: 680-95839-1 

MetlKMl IMethod Description Protocol Laboratory 
5242 Volatile Organic Compounds (GC/MS) EPA-DW TAL SAV 
200.8 Metals (ICP/MS) EPA TAL SAV 
245.1 Mercury (CVAA) EPA TAL SAV 
353.2 Nitrogen, Nitrate-Nitrite MCAWW TAL SAV 

Protocol References; 
EPA = US Environmental Protection Agency 
EPA-DW = 'Mettrods For Ttie DeterminaUon Of Organic Compounds In Drinking Water*, EPA/600/4-88/039, December 1988 /Vnd Its Supplements. 
MCAWW = -Mettiods For Ctiemical Analysis Of Water And Wastes", EPA-600/4-79-020, Marcti 1983 And Subsequent Revisions. 

Laboratory References: 
TAL SAV = TestAmerica Savannati, 5102 LaRoche Avenue, Savannah, GA 31404. TEL (912)354-7858 
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Definitions/Glossary 
Client Weston Solutions, Inc. 
Project/Site: Wedron Site 

TestAmerica Job ID: 680-95839-1 

Qualifiers 

GO/MS VGA 
Qualifi«r Qualifier Description 

Metals 
Qualifier 

Resuit is iess than the RL but greater than or equai to the MDL and the concentration is an approximate value. 
LCS or LCSD exceeds the control limits 

Qualifier Description 1^ 
J Resuit is iess than the RL but greater than or equal to the MDL and the concentration is an approximate value. 

General Chemistry 
Qualifier Qualifier Description 

Result is iess than the RL but greater than or equai to the MDL and the concentration is an approximate value. 

Glossary 

Abbreviation 
n 
%R 
CNF 
DER 
Dii Fac 
DL, RA, RE, IN 
DLC 
MDA 
EDL 
MDC 
MDL 
ML 
NO 
ND 
PQL 
QC 
RER 
RL 
RPD 
TEF 
TEQ 

These commonly used abbreviations may or may not be present in this report 
Listed under the "D* column to designate that the resuit is reported on a dry weight basis 
Percent Recovery 
Contains no Free Liquid 
Duplicate enor ratio (nonnaiized absolute diiference) 
Dilution Factor 
indicates a Dilution. Re-anaiysis, Re-extraction, or additionai Initiai metais/anion analysis of the sample 
Decision level concentration 
Minimum detectable activity 
Estimated Detection Limit 
Minimum detectable concentration 
Method Detection Limit 
Minimum Level (Dioxin) 
Not Calculated 
Not detected at the reporting limit (or MDL or EDL if shown) 
Practical Quantitation Limit 
Quality Control 
Relative error ratio 
Reporting Limit or Requested Limit (Radiochemistry) 
Relative Percent Difference, a measure of the relative difference between two points 
Toxicity Equivalent Factor (Dioxin) 
Toxicity Equivalent Quotient (Dioxin) 
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Client Sample Results 
Client; Weston Solutions, Inc. 
Project/Site: Wedron Site 

TestAmerica Job ID: 680-95839-1 

Client Sample ID: WGW-RW01-110413 
Date Collected: 11/04/13 10:55 
Date Received: 11/06/13 09:37 

Lab Sample ID; 680-95839-1 
Matrix: Water 

Method: 524.2 - Volatile Organic Compounds (GC/MS) 
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed 
Acetone ND 10 5.0 ug/L 11/11/13 18:52 
Benzene ^2.5 0.50 0.18 ug/L 11/11/1318:52 
Bromobenzene NO 0.50 0.42 ug/L 11/11/1318:52 
Bromofonn ND 0 50 0.39 ug/L 11/11/13 18.52 
Bromometliane ND 1.0 0.45 ug/L 11/11/13 18:52 
2-Butanone (MEK) 13 10 5.0 ug/L 11/11/13 18:52 
Cartxxi tetrachloride ND 0.50 0.22 ug/L 11/11/1318:52 
Cliiorotienzene ND 0.50 0.27 ug/L 11/11/13 18:52 
Ctilorobromomettiane ND 0.50 0.30 ug/L 11/11/13 18:52 
Ctilorodibromomettiane ND 0.50 0.43 ug/L 11/11/13 18:52 
Ctiioroethane ND 1.0 0.33 ug/L 11/11/13 18:52 
Ctiloroform 1.6 0.50 0.29 ug/L 11/11/13 18:52 
Chloromettiane ND 0.50 0.32 ug/L 11/11/13 18:52 
2-Clilorotoluene ND 0.50 0.17 ug/L 11/11/13 18:52 
4-Chk)rotoluene ND 0.50 0.16 ug/L 11/11/1318:52 
cts-1,2-Dichloroettiene ND 0.50 0.37 ug/L 11/11/1318:52 
cts-1,3-Dictiloropropene ND 0.50 0.32 ug/L 11/11/1318:52 
1,2-Dibromo-3-Chloropropane ND 0.50 0.30 ug/L 11/11/13 18:52 
Dibromomettiane ND 0.50 0.38 ug/L 11/11/13 18:52 
1,2-Dictilorot>enzene ND 0.50 0.17 ug/L 11/11/13 18:52 
1,3-Dictrlorobenzene ND 0.50 0.14 ug/L 11/11/13 18:52 
1,4-Dlctilorobenzene ND 0.50 0.18 ug/L 11/11/13 18:52 
Diohlorobromomethane ND 0.50 0.10 ug/L 11/11/13 18:52 
•ictilorodifluoromethane ND * 0.50 0.34 ug/L 11/11/13 18:52 
t,1-Dictiloroethane ND 0.50 0.39 ug/L 11/11/1318:52 
1,2-Dlctiloroettiane ND 0.50 0.17 ug/L 11/11/1318:52 
1,1-Dicliloroettiene ND 0.50 0.32 ug/L 11/11/13 18:52 
1,2-Dichloropropane ND 0.50 0.45 ug/L 11/11/1318:52 
1.3-Dichloropropane ND 0.50 0.43 ug/L 11/11/1318:52 
2,2-Diotiloropropane ND 0.50 0.31 ug/L 11/11/1318:52 
1,1 -DIcliloropropene ND 0.50 0.19 ug/L 11/11/13 18:52 
1,3-Dichloropropene, Total ND 0.50 0.32 ug/L 11/11/1318:52 
Dlisopropyl ether ND 0.50 0.28 ug/L 11/11/1318:52 
Ethyl benzene 0.85 0.50 0.12 ug/L 11/11/13 18:52 
Ethylene DIbromlde ND 0.50 0.20 ug/L 11/11/13 18:52 
Freon 113 ND 0.50 0.15 ug/L 11/11/1318:52 
Hexachlorobutadlene ND 0 50 0.26 ug/L 11/11/1318:52 
2-Hexanone ND 10 5.0 ug/L 11/11/1318:52 
Isopropylbenzene ND 0.50 0.15 ug/L 11/11/1318:52 
4-lsopropyltoluene ND 0.50 0.21 ug/L 11/11/1318:52 
Methylene Chloride ND 0.50 0.36 ug/L 11/11/1318:52 
4-Methyl-2-pentanone (MIBK) ND 10 5.0 ug/L 11/11/1318:52 
Methyl lert-butyl ether ND 0.50 0.26 ug/L 11/11/1318:52 
m-Xylene & p-Xylene 1.2 0.50 0.42 ug/L 11/11/1318:52 
Naphthalene ND 1.0 0.43 ug/L 11/11/1318:52 
n-Butylbenzene ND 0.50 0.17 ug/L 11/11/1318:52 
N-Propylbenzene 0.23 J 0.50 0.17 ug/L 11/11/13 18:52 
o-Xylene ND 0.50 0.27 ug/L 11/11/1318:52 
sec-Butylbenzene ND 0.50 0.14 ug/L 11/11/13 18:52 

DM Fac 
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Client Sample Results 
Client: Weston Solutions, Inc. 
Project/Site: Wedron Site 

Client Sample ID: W^-^W01-110413 
Date Collected: 11/04/13 10:55 
Date Received: 11/06/13 09:37 

TestAmerica Job ID: 680-95839-1 

Lab Sample ID: 680-95839-1 
Matrix: Water 

Method: 524.2 - Volatile Organic Compounds (GC/MS) (Continued) 
Analyte Result Qualifier RL MDL UnH D Prepared Analyzed 
Styrene NO 0.50 0.28 ug/L 11/11/1318:52 
Tert-amyl methyl ether NO 0.50 0.20 ug/L 11/11/13 18:52 
tert-Butyl alcohol NO 2.0 1.8 ug/L 11/11/13 18:52 
tert-Butylbenzene NO 0.50 0.14 ug/L 11/11/1318:52 
Tert-tjutyl ethyl ether NO 0.50 0.26 ug/L 11/11/1318:52 
1,1,1,2-Tetrachloioethane NO 0.50 0.16 ug/L 11/11/13 18:52 
1,1,2,2-T etrachloroethane NO 0.50 0.18 ug/L 11/11/13 18:52 
Tetrachloroethene NO 0.50 0.30 ug/L 11/11/13 18:52 
Toluene 1.4 0.50 0.23 ug/L 11/11/13 18:52 
trans-1,2-Dichloroethene NO 0.50 0.24 ug/L 11/11/1318:52 
trans-1,3-Dichloropropene NO 0.50 0.48 ug/L 11/11/13 18:52 
1.2,3-T richlorotjenzene NO 0.50 0.14 ug/L 11/11/13 18:52 
1,2.4-T richlorobenzene NO 0.50 0.18 ug/L 11/11/13 18:52 
1,1,1-Trichloroethane NO 0.50 0.27 ug/L 11/11/1318:52 
1,1,2-Trichloroethane NO 0.50 0.22 ug/L 11/11/13 18:52 
Trichloroethene NO 0.50 0.37 ug/L 11/11/13 18:52 
Trichlorofluoromethane NO 0.50 0.23 ug/L 11/11/1318:52 
1.2,3-Triohloropropane NO 0.50 0.18 ug/L 11/11/13 18:52 
Trihalomethanes, Total 1.6 0.50 0.10 ug/L 11/11/13 18:52 
1,2,4-Trlmethylbenzene 0.78 0.50 0.17 ug/L 11/11/13 18:52 
1,3,6-Trlmethylbenzene 0.17 J 0.50 0.16 ug/L 11/11/13 18:52 
Vinyl chloride NO 0.50 0.33 ug/L 11/11/1318.52 
Xylenes, Total 1.2 0.50 0.27 ug/L 11/11/13 18:52 

Surrogate KRecovery Qualifier Umlta Prepared Analyzed 
4-Bromofluorobenzene 95 70-130 11/11/13 18:52 
1.2-Dichlorobenzene-d4 89 70-130 11/11/13 18:52 

Method: 200.8 - Metals (ICP/MS) 
Analyte Result Qualifier RL MbL Unit D Prepared Analyzed 
Aluminum NO 10 4.6 ug/L 11/07/13 13:19 11/08/13 22:40 
Antimony NO 1.0 0.40 ug/L 11/07/13 13:19 11/11/13 16:49 
Arsenic NO 1.0 0.37 ug/L 11/07/13 13:19 11/08/13 22.40 
Barium 87 2.0 0.14 ug/L 11/07/13 13:19 11/08/13 22:40 
Beryllium NO 0.40 0.15 ug/L 11/07/13 13:19 11/08/13 22:40 
Cadmium NO 0.10 0.043 ug/L 11/07/13 13:19 11/08/13 22:40 
Calcium 78000 250 80 ug/L 11/07/13 13:19 11/08/13 22:40 
Chromium NO 2.0 1.0 ug/L 11/07/1313:19 11/08/13 22:40 
Cobalt 0.57 0.40 0.12 ug/L 11/07/1313:19 11/08/13 22:40 
Copper 4.0 1.0 0.50 ug/L 11/07/1313:19 11/08/13 22:40 
Iron 340 50 20 ug/L 11/07/1313:19 11/08/13 22:40 
Lead 0.99 0.60 0.060 ug/L 11/07/1313:19 11/08/13 22:40 
Magnesium 34000 50 18 ug/L 11/07/1313:19 11/08/13 22:40 
Manganese 13 2.5 1.2 ug/L 11/07/13 13:19 11/08/13 22:40 
Nickel 1.8 1.0 0.40 ug/L 11/07/1313:19 11/08/13 22:40 
Potassium 3200 100 31 ug/L 11/07/13 13:19 11/08/13 22:40 
Selenium NO 2.0 0.58 ug/L 11/07/13 13:19 11/11/13 16:49 
Silver NO 1.0 0.10 ug/L 11/07/13 13:19 11/08/13 22:40 
Sodium 9200 50 23 ug/L 11/07/13 13:19 11/08/13 22:40 
Thallium NO 0.20 0.10 ug/L 11/07/13 13:19 11/08/13 22:40 

DIIFac 

DilFac 

DilFac 
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Client Sample Results 
Client; Weston Solutions, Inc. 
Project/Site: Wedron Site 

TestAmerica Job ID: 680-95839-1 

Client Sample ID: WGW-RW01-110413 
Date Collected: 11/04/13 10:55 
Date Received: 11/06/13 09:37 

Lab Sample ID: 680-95839-1 
Matrix: Water 

Method: 200.8 - Metals (ICP/MS) (Continued) 
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dll Fac 
Vanadium ND 1.0 0.30 ug/L 11/07/13 13:19 11/08/13 22:40 1 

Zinc 18 J 20 2.8 ug/L 11/07/1313:19 11/08/13 22:40 1 

Method: 245.1 - Mercury (CVAA) 
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dll Fac 
Mercury ND 0.20 0.091 ug/L 11/07/1315:14 11/08/13 17:44 1 

General Chemistry 
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dll Fac 
Nitrate Nitrite as N 0.017 J 0.050 0.010 mg/L 11/08/1312:14 1 

Client Sample ID: WGW-RW02-110413 
Date Collected: 11/04/13 11:45 
Date Received: 11/08/13 09:37 

Lab Sample ID: 680-95839-2 
Matrix: Water 

Method: 524.2 - Volatile Organic Compounds (GC/MS) 
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed 
Acetone 17 10 5.0 ug/L 11/11/1319:15 
Benzene ND 0.50 0.18 ug/L 11/11/13 19:15 
Bromotienzene ND 0.50 0.42 ug/L 11/11/13 19:15 
Bromoform ND 0.50 0.39 ug/L 11/11/13 19:15 
Bromomethane ND 1.0 0.45 ug/L 11/11/13 19:15 

2-BuUnone (MEK) 17 10 5.0 ug/L 11/11/1319:15 
Cartxm tetrachloride ND 0.50 0.22 ug/L 11/11/1319:15 
Chlorobenzene ND 0.50 0.27 ug/L 11/11/13 19:15 
Chlorobromomethane ND 0.50 0.30 ug/L 11/11/13 19:15 
Chlorodlbromomethane ND 0.50 0.43 ug/L 11/11/13 19:15 
Chloroetharie ND 1.0 0.33 ug/L 11/11/13 19:15 
Chloroform 3.8 0.50 0.29 ug/L 11/11/13 19:15 
Chkiromethane ND 0.50 0.32 ug/L 11/11/13 19:15 
2-Chlorotoluene ND 0.50 0.17 ug/L 11/11/1319:15 
4-Chlorotoluene ND 0.50 0.16 ug/L 11/11/13 19:15 
cls-1.2-Dichloroethene ND 0.50 037 ug/L 11/11/1319:15 
ds-l ,3-Dichloropropene ND 0.50 0.32 ug/L 11/11/1319:15 
1.2-Dlbromo-3-ChlorDpropane ND 0.50 0.30 ug/L 11/11/1319:15 
Dibromomethane ND 0.50 0.38 ug/L 11/11/1319:15 
1,2-Dichlorobenzene ND 0.50 0.17 ug/L 11/11/1319:15 
1.3-Dichlorobenzerie ND 0.50 0.14 ug/L 11/11/13 19:15 
1,4-Dichlorobenzene ND 0.50 0.18 ug/L 11/11/13 19:15 
Dichlorobromometharie ND 0.50 0.10 ug/L 11/11/13 19:15 
DIchlorodifluoromethane ND • 0.50 0.34 ug/L 11/11/13 19:15 
1,1-Olchloroethane ND 0.50 0.39 ug/L 11/11/1319:15 
1,2-Dichloroethane ND 0.50 0.17 ug/L 11/11/1319:15 
1,1-Oichloroethene ND 0.50 0.32 ug/L 11/11/13 19:15 
1,2-Dlchloroprnpane ND 0.50 0.45 ug/L 11/11/13 19:15 
1,3-Dichloropropane ND 0.50 0.43 ug/L 11/11/1319:15 
2.2-Dichloropropane ND 0.50 0.31 ug/L 11/11/1319:15 
1,1-Dichloropropene ND 0.50 0.19 ug/L 11/11/1319:15 
1,3-Dichloropropene, Total ND 0.50 0.32 ug/L 11/11/1319:15 
Dlisopropyl ether ND 0.50 

CO o
 ug/L 11/11/1319:15 

Oil Fac 
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Client Sample Results 
Client: Weston Solutions, Inc. 
Project/Site: Wedron Site 

TestAmerlca Job ID: 680-95839-1 

iwo^)i Client Sample ID: WGW-RW02-. 
Date Collected: 11/04/13 11^ 
Date Received: 11/06/13 09:37 

10413 Lab Sample ID: 680-95839-2 
Matrix: Water 

Mettled: 524.2 - Volatile Organic Compounds (GC/MS) (Continued) 
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed DIIFac 
Ethyl benzene NO 0.50 0.12 ug/L 11/11/13 19:15 1 
Ethylene DIbromide NO 0.50 0.20 ug/L 11/11/1319:15 1 
Freon113 NO 0.50 0.15 ug/L 11/11/1319:15 1 
Hexachlorobutadiene NO 0.50 0.26 ug/L 11/11/13 19:15 1 
2-Hexanone NO 10 5.0 ug/L 11/11/13 19:15 1 
Isopropylbenzene NO 0.50 0.15 ug/L 11/11/13 19:15 1 
4-lsopropyltoluene ND 0.50 0.21 ug/L 11/11/1319:15 1 
Methylene Chloride ND 0.50 0.36 ug/L 11/11/1319:15 1 
4-Methyl-2-pentanone (MIBK) ND 10 5.0 ug/L 11/11/13 19:15 1 
Methyl tert-butyl ether ND 0.50 0.26 ug/L 11/11/13 19:15 1 
m-Xylene & p-Xylene ND 0.50 0.42 ug/L 11/11/1319:15 1 
Naphthalene ND 1.0 0.43 ug/L 11/11/1319:15 1 
n-Butylbenzene ND 0.50 0.17 ug/L 11/11/13 19:15 1 
N-Propylbenzene ND 0.50 0.17 ug/L 11/11/13 19:15 1 
o-Xylene ND 0.50 0.27 ug/L 11/11/13 19:15 1 
sec-Butylbenzene ND 0.50 0.14 ug/L 11/11/13 19:15 1 
Styrene ND 0.50 0.26 ug/L 11/11/13 19:15 1 
Terl-amyl methyl ether ND 0.50 0.20 ug/L 11/11/13 19:15 1 
tert-Butyl alcohol ND 2.0 1.6 ug/L 11/11/13 19:15 1 
tert-Butylbenzene ND 0.50 0.14 ug/L 11/11/13 19:15 1 
Tert-butyl ethyl ether ND 0.50 0.26 ug/L 11/11/1319:15 1 
1.1,1,2-Tetraohloroethane ND 0.50 0.16 ug/L 11/11/1319:15 1 
1,1,2,2-Tetrachloroethane ND 0.50 0.18 ug/L 11/11/1319:15 1 
Tetrachloroethene ND 0.50 0.30 ug/L 11/11/13 19:15 1 
Toluene 12 0.50 0.23 ug/L 11/11/13 19:15 1 
trans-l .2-Dichloroethene ND 0.50 0.24 ug/L 11/11/1319:15 1 
trans-1,3-Dichloropropene ND 0.50 0.48 ug/L 11/11/1319:15 1 
1,2,3-T richlorobenzene ND 0.50 0.14 ug/L 11/11/1319:15 1 
1,2,4-Trichlorobenzene ND 0.50 0.18 ug/L 11/11/13 19:15 1 
1,1,1 -T richloroethane ND 0.50 0.27 ug/L 11/11/13 19:15 1 
1,1.2-T richloroethane ND 0.50 0.22 ug/L 11/11/1319:15 1 
Trichloroethene ND 0.50 0.37 ug/L 11/11/1319:15 1 
T richlorofluoromethane ND 0.50 0.23 ug/L 11/11/13 19:15 1 
1.2,3-7 richloropropane ND 0.50 0.18 ug/L 11/11/13 19:15 1 
Trihalomethanes, Total 3.8 0.50 0.10 ug/L 11/11/13 19:15 1 
1.2.4-7 rimethylbenzene ND 0.50 6.17 ug/L 11/11/1319:15 1 
1.3.5-7 rimethylbenzene ND 0.50 0.16 ug/L 11/11/13 19:15 1 
Vinyl chloride ND 0.50 0.33 ug/L 11/11/13 19:15 1 
Xylenes. Total ND 0.50 0.27 ug/L 11/11/13 19:15 1 

Surrogate ^Recovery Qualifier Limita Prepared Analyzed DIIFae 
4-Bromoftuorobenzene 88 70. .130 11/11/13 19:15 1 
1,2-Dichlonobenzene-d4 80 70. .130 11/11/13 19:15 1 

Method: 200.8 - Metals (ICR/MS) 
Analyte Result Qualifier RL MDL UnK D Prepared Analyzed DIIFac 
Aluminum ND 10 4.6 ug/L 11/07/13 13:19 11/08/13 22:44 1 
Antimony ND 1.0 0.40 ug/L 11/07/1313:19 11/11/1316:55 1 
Arsenic 1.0 0.37 ug/L 11/07/1313:19 11/08/13 22:44 1 
Baiium 2.0 0.14 ug/L 11/07/13 13:19 11/08/13 22:44 1 

Page 9 of 34 

TestAmerlca Savannah 

11/15/2013 



Client Sample Results 
Client: Weston Solutions, Inc. 
Project/Site: Wedron Site 

Client Sample ID: WGW-RVm-110413^ 
Date Collected: 11/04/13 11:45 
Date Received: 11/06/13 09:37 

TestAmerica Job ID: 680-95839-1 

Lab Sample ID: 680-95839-2 
Matrix: Water 

Method: 200.8 - Metals (ICP/MS) (Continued) 
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed 
Beryllium ND 0.40 0.15 ug/L 11/07/13 13:19 11/08/13 22:44 

Cadmium 0.077 J 0.10 0.043 ug/L 11/07/1313:19 11/08/13 22:44 

Calcium 80000 250 80 ug/L 11/07/13 13:19 11/08/13 22:44 

Chromium ND 2.0 1.0 ug/L 11/07/13 13:19 11/08/13 22:44 

Cobalt 1.4 0.40 0.12 ug/L 11/07/1313:19 11/08/13 22:44 

Copper 12 1.0 0.50 ug/L 11/07/13 13:19 11/08/13 22:44 

Iron 7100 50 20 ug/L 11/07/1313:19 11/08/13 22:44 

Lead 4.0 0.60 0.060 ug/L 11/07/1313:19 11/08/13 22:44 

Magnesium 34000 50 18 ug/L 11/07/1313:19 11/08/13 22:44 

Manganese 77 2.5 1.2 ug/L 11/07/1313:19 11/08/13 22:44 

Nickel 1.3 1.0 0.40 ug/L 11/07/1313:19 11/08/13 22:44 

Potassium 3300 100 31 ug/L 11/07/1313:19 11/08/13 22:44 
Selenium ND 2.0 0.58 ug/L 11/07/1313:19 11/11/13 18:55 
Silver ND 10 0.10 ug/L 11/07/1313:19 11/08/13 22:44 

Sodium 9400 50 23 ug/L 11/07/1313:19 11/08/13 22:44 
Thallium ND 0.20 0.10 ug/L 11/07/13 13:19 11/08/13 22:44 

Vanadium 0.33 J 1.0 0.30 ug/L 11/07/13 13:19 11/08/13 22:44 

Zinc 38 20 2.8 ug/L 11/07/1313:19 11/08/13 22:44 

Method: 245.1 - Mercury (CVAA) 
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed 
Mercury ND 0.20 0.091 ug/L 11/07/13 15:14 11/08/13 17:47 

General Chemistry 
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed 
Nitrate Nitrite as N ND 0.050 0.010 mg/L 11/08/13 12:06 

Dll Fac 

1 

Client Sample ID: WGW-RW03-110413 
Date Collected: 11/04/13 13:00 
Date Received: 11/06/13 09:37 

Lab Sample ID: 680-95839-3 
Matrix: Water 

Method: 524.2 - Voiatlle Organic Compounds (GC/MS) 
Analyte Result Qualifier RL MDL Unit D Prepared /Vnalyzed 

Acetone 8.9 J 10 5.0 ug/L 11/11/1319:38 
Benzene ND 0.50 0.18 ug/L 11/11/13 19:38 
Bromobenzene ND 0.50 0.42 ug/L 11/11/13 19:38 
Bromofomi ND 0.50 0.39 ug/L 11/11/1319:38 
Bromomethane ND 1.0 0.45 ug/L 11/11/13 19:38 
2-Butanone (MEK) 5 10 5.0 ug/L 11/11/13 19:38 
Carbon tetrachloride ND 0.50 0.22 ug/L 11/11/13 19:38 
Chlorobenzene ND 0.50 0-27 ug/L 11/11/1319:38 
Chlorobromomethane ND 0.50 0.30 ug/L 11/11/13 19:38 
Chlorodibromomethane ND 0.50 0.43 ug/L 11/11/1319:38 
Chloroethane ND 1.0 0.33 ug/L 11/11/1319:38 

Chloroform 15 0.50 0.29 ug/L 11/11/1319:38 
Chloromethane ND 0.50 0.32 ug/L 11/11/13 19:38 
2-Chlorotoluene ND 0.50 0.17 ug/L 11/11/1319:38 
4-Chiorotoluene ND 0.50 0.16 ug/L 11/11/13 19:38 
cis-1,2-Dichloroethene ND 0.50 0.37 ug/L 11/11/13 19:38 
ds-l ,3-Dichloropropene ND 0.50 0.32 ug/L 11/11/13 19:38 

Dll Fac 
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Client Sample Results 
Client; Weston Solutions, Inc. 
Project/Site: Wedron Site 

TestAmerica Job ID: 680-95839-1 

Client Sample ID: WGW-RW03-110413 
Date Collected: 11/04/13 13:00 
Date Received: 11/06/13 09:37 

Lab Sample ID: 680-95839-3 
Matrix: Water 

Method: 524.2 - Volatile Organic Compounds (GC/MS) (Continued) 
Analyte ResuK Quafifier RL MDL Unit D Prepared Analyzed 
1.2-Dibromo-3-ClilorDpropane NO 0.50 0.30 up/L 11/11/13 19:36 
DIbromomethane NO 0.50 0.38 ug/L 11/11/13 19:36 
1.2-Dichlorobenzene NO 0.50 0.17 ug/L 11/11/13 19:36 
1,3-Dichlorobenzene NO 0.50 0.14 ug/L 11/11/13 19:36 
1,4-Dlchlorobenzene NO 0.50 0.18 ug/L 11/11/1319:36 

Dichlorobromom ethane 0.37 J 0.50 0.10 ug/L 11/11/1319:36 
Dichlorodifluoromethane NO • 0.50 0.34 ug/L 11/11/13 19:38 
1,1-Dichloroelhane NO 0.50 0.39 ug/L 11/11/13 19:38 
1.2-Dichloroethane NO 0.50 0.17 ug/L 11/11/13 19:36 
1,1-Dichloroethene NO 0.50 0.32 ug/L 11/11/13 19:38 
1.2-Dichk>ropropane NO 0.50 0.45 ug/L 11/11/13 19:38 
1,3-Oichloropropane NO 0.50 0.43 ug/L 11/11/13 19:36 
2,2-Dicbloropropane NO 0.50 0.31 ug/L 11/11/13 19:38 
1,1 -Dichloropropene NO 0.50 0.19 ug/L 11/11/13 19:36 
1,3-Dichloropropene. Total NO 0.50 0.32 ug/L 11/11/1319:36 
Dlisopropyl ether NO 0.50 0.28 ug/L 11/11/1319:36 
Ethylbenzene NO 0.50 0.12 ug/L 11/11/13 19:36 
Ethylene Dibromlde NO 0.50 0.20 ug/L 11/11/13 19:38 
Freon 113 NO 0.50 0.15 ug/L 11/11/13 19:36 
Hexachlorobutadiene NO 0.50 0.26 ug/L 11/11/13 19:36 
2-Hexanone NO 10 5.0 ug/L 11/11/13 19:36 
Isopropylbenzene NO 0.50 0.15 ug/L 11/11/13 19:36 
4-lsopropyltoluene NO 0.50 0.21 ug/L 11/11/1319:36 
Methylene Chloride NO 050 0.36 ug/L 11/11/13 19:36 
4-Methyl-2-pentanone (MIBK) NO 10 5.0 ug/L 11/11/13 19:36 
Methyl tert-butyl ether NO 0.50 0.26 ug/L 11/11/13 19:36 
m-Xylene & p-Xylene NO 0.50 0.42 ug/L 11/11/13 19:36 
Naphthalene NO 1.0 0.43 ug/L 11/11/13 19:36 
n-Butyltienzene NO 0.50 0.17 ug/L 11/11/13 19:38 
N-Propytbenzene NO 0.50 0.17 ug/L 11/11/13 19:36 
o-Xylene NO 0.50 0.27 ug/L 11/11/1319:38 
sec-Butylbenzene NO 0.50 0.14 ug/L 11/11/1319:36 
Styrene NO 0.50 0.28 ug/L 11/11/1319:36 
Tert-amyl methyl ether NO 0.50 0.20 ug/L 11/11/1319:36 
lert-Butyl aloohol NO 2.0 1.6 ug/L 11/11/13 19:36 
tert-Butylbenzene NO 0.50 0.14 ug/L 11/11/13 19:36 
Tert-butyl ethyl ether NO 0.50 0.26 ug/L 11/11/13 19.36 
1,1,1,2-Tetrachloroethane NO 0.50 0.16 ug/L 11/11/13 19:36 
1,1.2,2-Tetrachloroethane NO 0.50 0.16 ug/L 11/11/13 19:38 
Tetrachloroethene NO 0.50 0.30 ug/L 11/11/13 19:36 
Toluene 1.7 0.50 0.23 ug/L 11/11/1319:38 
trans-1,2-Dlchloroethene NO 0.50 0.24 ug/L 11/11/13 19:36 
trans-1,3-Diohloropropene NO 0.50 0.46 ug/L 11/11/13 19:36 
1,2.3-T richlorobenzene NO 0.50 0.14 ug/L 11/11/13 19:36 
1.2,4-T richlorobenzene NO 0.50 0.16 ug/L 11/11/13 19:36 
1,1,1 -T richloroethane NO 0.50 027 ug/L 11/11/1319:36 
1,1,2-T richloroethane NO 0.50 0.22 ug/L 11/11/1319:36 
Trichloroethene NO 0.50 0.37 ug/L 11/11/13 19:38 
Trichlorofluoromethane NO 0.50 0.23 ug/L 11/11/1319:38 

DHFac 
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Client Sample Results 
Client: Weston Solutions, Inc. 
Project/Site: Wedron Site 

TestAmerica Job ID: 680-95839-1 

Client Sample ID: WGW-RW03-110413 
Date Collected: 11/04/13 13:00 
Date Received: 11/06/13 09:37 

Lab Sample ID: 680-95839-3 
Matrix: Water 

Method: 524.2 - Volatile Organic Compounds (GC/MS) (Continued) 
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed DilFac 
1.2,3-Trichloropfopane ND 0.50 0.18 ug/L 11/11/13 19:38 1 
Trihalomethanes, Total 15 0.50 0.10 ug/L 11/11/1319:38 1 
1.2,4-T rimethylbenzene ND 0.50 0.17 ug/L 11/11/1319:38 1 
1,3,5-T rimethylbenzene ND 0.50 0.16 ug/L 11/11/1319:38 1 
Vinyl chloride ND 0.50 0.33 ug/L 11/11/1319:38 1 
Xylenes, Total ND 0.50 0.27 ug/L 11/11/1319:38 1 

Surrogate HRecovery OuaflRer Umtta Prepared Analyzed DttFae 
4-Bromofluorobenzene 91 70-130 11/11/13 19:38 1 
1,2-Dichlorobenzene-d4 85 70.130 11/11/13 19:38 1 

Method: 200.8 - Metals (ICR/MS) 
/tnalyte Result Qualifier RL MDL Unit D Prepared Analyzed DilFac 
Aluminum ND 10 4.6 ug/L 11/07/13 13:19 11/08/13 22:48 1 
Antimony ND 1.0 0.40 ug/L 11/07/13 13:19 11/11/1317:12 1 
Arsenic ND 1.0 0.37 ug/L 11/07/1313:19 11/08/13 22:48 1 
Barium 81 2.0 0.14 ug/L 11/07/13 13:19 11/08/13 22:48 1 
Betyllium ND 0.40 0.15 ug/L 11/07/1313:19 11/08/13 22:48 1 
Cadmium ND 0.10 0.043 ug/L 11/07/1313:19 11/08/13 22:48 1 
Calcium 82000 250 80 ug/L 11/07/13 13:19 11/08/13 22:48 1 
Chromium ND 2.0 1.0 ug/L 11/07/13 13:19 11/08/13 22:48 1 
Cobalt 0.47 0.40 0.12 ug/L 11/07/13 13:19 11/08/13 22:48 1 
Copper 16 1.0 0.50 ug/L 11/07/1313:19 11/08/13 22:48 1 
Iron 1800 50 20 ug/L 11/07/13 13:19 11/08/13 22:48 1 
Lead 3.6 0.60 0.060 ug/L 11/07/13 13:19 11/08/13 22:48 1 
Magnesium 34000 50 18 ug/L 11/07/13 13:19 11/08/13 22:48 1 
Manganese 40 2.5 1.2 ug/L 11/07/1313:19 11/08/13 22:48 1 
Nickel 1.6 1.0 0.40 ug/L 11/07/13 13:19 11/08/13 22:48 1 
Potassium 3300 100 31 ug/L 11/07/13 13:19 11/08/13 22:48 1 
Selenium ND 2.0 0.58 ug/L 11/07/1313:19 11/11/1317:12 1 
Silver ND 1.0 0.10 ug/L 11/07/1313:19 11/08/13 22:48 1 
Sodium 9800 50 23 ug/L 11/07/13 13:19 11/08/13 22:48 1 
Thallium ND 0.20 0.10 ug/L 11/07/1313:19 11/08/13 22:48 1 
Vanadium 0.35 J 1.0 0.30 ug/L 11/07/1313:19 11/08/13 22:48 1 
Zinc 13 J 20 26 ug/L 11/07/13 13:19 11/08/13 22:48 1 

Method: 245.1 - Mercury (CVAA) 
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed DilFac 
Mercury ND 0.20 0.091 ug/L 11/07/13 15:14 11/08/13 17:49 1 

General Chemistry 
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed DilFac 
Nitrate Nitrite as N 0.025 J 0.050 0.010 mg/L 11/08/13 12:04 1 

Client Sample ID: WGW-RW04-110413 
Date Collected: 11/04/13 13:30 
Date Received: 11/06/13 09:37 

Lab Sample ID: 680-95839-4 
Matrix: Water 

Method: 524.2 - Volatile Organic Compounds (GC/MS) 
Analyte Result Qualifier RL 
Acetone 6.9 J 10 

MDL Unit 
5.0 ug/L 

Prepared Analyzed DilFac 
11/11/13 20:01 1 
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Client Sample Results 
Client Weston Solutions, Inc. 
Project/Site: Wedron Site 

TestAmerica Job ID: 680-95839-1 

Client Sample ID: WGW-RW04-110413 
Date Collected: 11/04/13 13:30 
Date Received: 11/06/13 09:37 

Lab Sample ID: 680-95839-4 
Matrbc: Water 

Method: 524.2 - Volatile Organic Compounds (GC/MS) (Continued) 
Analyte Result Qualifier RL MOL Unit D Prepared Analyzed 
Benzene 0.28 J 0.50 0.18 ug/L 11/11/13 20:01 
Bromobenzene NO 0,50 0.42 ug/L 11/11/13 20:01 
Bromofonn NO 0.50 0.39 ug/L 11/11/13 20:01 
Bromomethane NO 1.0 0.45 ug/L 11/11/13 20:01 

2-Butanone (MEK) 9.5 J 10 5.0 ug/L 11/11/13 20:01 
Cart)on tetrachloride NO 0.50 0.22 ug/L 11/11/13 20:01 
Chloroljenzene NO 0.50 0.27 ug/L 11/11/13 20:01 
Chiorcibromomethane NO 0.50 0.30 ug/L 11/11/13 20:01 
Chiorodibronximethane NO 0.50 0.43 ug/L 11/11/13 20:01 
Chioroethane NO 1.0 0.33 ug/L 11/11/13 20:01 

Chloroform 6.9 0.50 0.29 ug/L 11/11/13 20:01 
Chioromethane NO 0.50 0.32 ug/L 11/11/1320:01 
2-Chiorotoluene NO 0.50 0.17 ug/L 11/11/13 20:01 
4-Chiorotoiuene NO 0.50 0.16 ug/L 11/11/13 20:01 
cts-1,2-Diohloroethene NO 0.50 0.37 ug/L 11/11/13 20:01 
ds-l .3-Dichioropropene NO 0.50 0.32 ug/L 11/11/13 20:01 
1,2-Dit>romo-3-Chioropropane NO 0.50 0.30 ug/L 11/11/13 20:01 
Dibromomethane NO 050 0.38 ug/L 11/11/13 20:01 
1,2-Oichiorobenzene NO 0.50 0.17 ug/L 11/11/13 20:01 
1,3-Dichiorobenzene NO 0.50 0.14 ug/L 11/11/13 20:01 
1,4-Dichiorol)enzene NO 0.50 0.18 ug/L 11/11/13 20:01 
Olchlorobromomethane 0.14 J 0.50 0.10 ug/L 11/11/13 20:01 
Dichioroditluoromethane NO • 0.50 0.34 ug/L 11/11/13 20:01 
1.1-Dichioroethane NO 0.50 0.39 ug/L 11/11/13 20:01 
1,2-Dlchioroethane NO 0.50 0.17 ug/L 11/11/13 20:01 
1,1-Dichioroethene NO 0.50 0.32 ug/L 11/11/13 20:01 
1,2-Diohioropropane NO 0.50 0.45 ug/L 11/11/13 20:01 
1,3-Dichioropropane NO 0,50 0.43 ug/L 11/11/13 20:01 
2,2-Dichioropropane NO 0.50 0.31 ug/L 11/11/13 20:01 
1,1-Dichioropropene NO 0.50 0.19 ug/L 11/11/13 20:01 
1,3-DiGhioropropene, Total NO 0.50 0.32 ug/L 11/11/13 20:01 
Diisopropyl ether NO 0.50 0.28 ug/L 11/11/13 20:01 
Ethylbenzene 2.4 0.50 0.12 ug/L 11/11/13 20:01 
Ethylene Dibromlde NO 0.50 0.20 ug/L 11/11/13 20:01 
Freon 113 NO 0.50 0.15 ug/L 11/11/13 20:01 
Hexachlorobutadiene NO 0.50 0.26 ug/L • 11/11/13 20:01 
2-Hexanone NO 10 5.0 ug/L 11/11/13 20:01 
Isopropylbenzene NO 0.50 0.15 ug/L 11/11/13 20:01 
4-lsopropyltoluerie NO 0.50 0.21 ug/L 11/11/13 20:01 
Methylene Chloride NO 0.50 0.36 ug/L 11/11/13 20:01 
4-Methyl-2-pentanone (MIBK) NO 10 5.0 ug/L 11/11/13 20:01 
Methyl tert-butyl ether NO 0.50 026 ug/L 11/11/13 20:01 
m-Xylene & p-Xylene 8.3 0.50 0.42 ug/L 11/11/13 20:01 
Naphthalene 0.88 J 1.0 0.43 ug/L 11/11/13 20:01 
n-Butylbenzene NO 0.50 0.17 ug/L 11/11/13 20:01 
N-Propylbenzena 0.56 0.50 0.17 ug/L 11/11/13 20:01 
o-Xylene 2.0 0.50 0.27 ug/L 11/11/13 20:01 
sec-Butylbenzene NO 0.50 0.14 ug/L 11/11/13 20:01 
Styrene NO 0.50 0.28 ug/L 11/11/13 20:01 

DIIFac 
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Client Sample Results 
Client: Weston Solutions, Inc. 
Project/Site: Wedron Site 

TestAmerica Job ID: 680-95839-1 

Client Sample ID: WGW-RW04-110413 
Date Collected: 11/04/13 13:30 
Date Received: 11/06/13 09:37 

Lab Sample ID: 680-95839-4 
Matrix: Water 

Method: 524.2 - Volatile Organic Compounds (GC/MS) (Continued) 
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed 
Tert-amyl methyl ether ND 0.50 0.20 ug/L 11/11/1320:01 
tert-Butyl alcohol NO 2.0 1.6 ug/L 11/11/13 20:01 
tect-Butylbenzene ND 0.50 0.14 ug/L 11/11/13 20:01 
Tert-butyl ethyl ether ND 0.50 026 ug/L 11/11/13 20:01 
1,1,1,2-Tetrachloroethane ND 0.50 0.16 ug/L 11/11/13 20:01 
1,1,2,2-T etrachloroethane ND 0.50 0.18 ug/L 11/11/13 20:01 
Tetrachioroethene ND 0.50 0.30 ug/L 11/11/13 20:01 

Toluene 7.7 0.50 0.23 ug/L 11/11/13 20:01 
trans-1,2-Diohloroethene ND 0.50 0.24 ug/L 11/11/1320:01 
trans-1,3-Dichloropropene ND 0.50 0.48 ug/L 11/11/13 20:01 
1,2,3-T riohlorobenzene ND 0.50 0.14 ug/L 11/11/13 20:01 
1,2,4-T riohlorobenzene ND 0.50 0.18 ug/L 11/11/13 20:01 
1,1,1 -T richloroethane ND 0.50 0.27 ug/L 11/11/13 20:01 
1,1,2-T richloroettiane ND 0.50 0.22 ug/L 11/11/1320:01 
Trichloroethene ND 0.50 0.37 ug/L 11/11/1320:01 
Trichlorofluoromethane ND 0.50 0.23 ug/L 11/11/13 20:01 
1,2,3-T riohloropropane ND 0.50 0.18 ug/L 11/11/1320:01 

Tiihalomethanes, Total 7.0 0.50 0.10 ug/L 11/11/1320:01 
1,2,4-Trimethy Ibenzene 2.S 0.50 0.17 ug/L 11/11/1320:01 

1,3,5-Trlmethy Ibenzene 0.63 0.50 0.16 ug/L 11/11/1320:01 
Vinyl chloride ND 0.50 0.33 ug/L 11/11/1320:01 

Xylenes, Total 10 0.50 0.27 ug/L 11/11/13 20:01 

Surrogate ^Recovery Qualitler UmUs Prepared Analyzed 
4-Bromotluorobertzene 98 70.130 11/11/13 20:01 
1.2-Dichlorobenzene-d4 90 70.130 11/11/13 20:01 

Method: 200.8 - Metals (ICP/MS) 
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed 
Aluminum ND 10 4.6 ug/L 11/07/1313:19 11/08/13 22:52 
Antimony ND 1.0 0.40 ug/L 11/07/1313:19 11/11/13 17:17 
Arsenic 0.82 J 1.0 0.37 ug/L 11/07/13 13:19 11/08/13 22:52 
Barium 73 20 0.14 ug/L 11/07/13 13:19 11/08/13 22:52 
Beryllium ND 0.40 0.15 ug/L 11/07/1313:19 11/08/13 22:52 
Cadmium ND 0.10 0.043 ug/L 11/07/1313:19 11/08/13 22:52 
Calcium 76000 250 80 ug/L 11/07/13 13:19 11/08/13 22:52 
Chromium ND 2.0 1.0 ug/L 11/07/13 13:19 11/08/13 22:52 
Cobalt 0.25 J 0.40 0.12 ug/L 11/07/1313:19 11/08/13 22:52 
Copper 11 1.0 0.50 ug/L 11/07/1313:19 11/08/13 22:52 

Iron 1800 50 20 ug/L 11/07/1313:19 11/08/13 22:52 

Lead 1.1 0.60 0.060 ug/L 11/07/1313:19 11/08/13 22:52 

Magnesium 32000 50 18 ug/L 11/07/1313:19 11/08/13 22:52 

Manganese 37 2.5 1.2 ug/L 11/07/1313:19 11/08/13 22:52 
Nickel 3.3 1.0 0.40 ug/L 11/07/13 13:19 11/08/13 22:52 
Potassium 3200 100 31 ug/L 11/07/13 13:19 11/08/13 22:52 
Selenium ND 2.0 0.58 ug/L 11/07/13 13:19 11/11/13 17:17 
Silver ND 1.0 0.10 ug/L 11/07/13 13:19 11/08/13 22:52 

Sodium 9100 50 23 ug/L 11/07/13 13:19 11/08/13 22:52 
Thallium ND 0.20 0.10 ug/L 11/07/13 13:19 11/08/13 22:52 
Vanadium ND 1.0 0.30 ug/L 11/07/1313:19 11/08/13 22:52 

oil Fac 

DIIFac 

m 

DIIFac 
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Client Sample Results 
Client: Weston Solutions, Inc. 
Project/Site: Wedron Site 

TestAmerIca Job ID: 680-95839-1 

Client Sample ID: WGW-RW04-110413 
Date Collected: 11/04/13 13:30 
Date Received: 11/06/13 09:37 

Lab Sample ID: 680-95839-4 
Matrix: Water 

Method: 200.8 - Metals (ICR/MS) (Continued) 
Analyte Result Qualffler 
Zinc 

Method: 245.1 - Mercury (CVAA) 
Analyte 
Mercury 

RL 
11 J 

Result Qualifier 

20 

RL 

MDL Unit 
2.8 ug/L 

Prepared Analyzed 
11/07/13 13:19 11/08/13 22:52 

MDL Unit Prepared Analyzed 

DilFac 
T 

Oil Fac 
ND 

General Chemistry 
/tnalyte Result Qualifier 

0.20 

RL 

0.091 ug/L 

MDL Unit 

11/07/13 15:14 11/08/13 17:52 1 

Prepared 
Nitrate Nitrite as N ND 0.050 0.010 mg/L 

Analyzed 
11/08/13 12:15 

DliFa 
1 

Client Sample ID: WGW-RW05-110413 
Date Collected: 11/04/13 14:13 
Date Received: 11/06/13 09:37 

Lab Sample ID: 680-95839-5 
Matrix: Water 

Method: 524.2 - Volatile Organic Compounds (GC/MS) 
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed 
Acetone 8.5 J 10 5.0 ug/L 11/11/13 20:24 
Benzene ND 0.50 0.18 ug/L 11/11/13 20:24 
Bromobenzene ND 0.50 0.42 ug/L 11/11/13 20:24 
Bromofotm ND 0.50 0.39 ug/L 11/11/13 20:24 
Bromomethane ND 1.0 0.45 ug/L 11/11/1320:24 
2-Butanone (MEK) 15 10 5.0 ug/L 11/11/13 20:24 
Cartion tetrachloride ND 0.50 0.22 ug/L 11/11/13 20:24 
Chlorobenzene ND 0.50 0.27 ug/L 11/11/13 20:24 
Chlorobromomelhane ND 0.50 0.30 ug/L 11/11/13 20:24 
Chlorodibromomethane ND 0.50 0.43 ug/L 11/11/13 20:24 
Chloroethane ND 1.0 0.33 ug/L 11/11/13 20:24 
Chloroform 5.4 0.50 0.29 ug/L 11/11/13 20:24 
Chloromethane ND 0.50 0.32 ug/L 11/11/13 20:24 
2-Chlorotoluene ND 0.50 0.17 ug/L 11/11/13 20:24 
4-Chlorotoluene ND 0.50 0.16 ug/L 11/11/13 20:24 
ds-l ,2-Dichloroethene ND 0.50 0.37 ug/L 11/11/13 20:24 
ds-l .3-Dichloropropene ND 0.50 0.32 ug/L 11/11/13 20:24 
1,2-Dibromo-3-Chloropropane ND 0.50 0.30 ug/L 11/11/13 20:24 
Dibromomethane ND 0.50 0.38 ug/L 11/11/13 20:24 
1,2-Dichlorot)enzene ND 0.50 0.17 ug/L 11/11/13 20:24 
1,3-Oichlorobenzene ND 0.50 0.14 ug/L 11/11/13 20:24 
1,4-Dichlorobenzene ND 0.50 0.18 ug/L 11/11/13 20:24 
Diohlorobromomethane ND 0.50 0.10 ug/L 11/11/13 20:24 
Dlchlorodilluoromethane ND * 0.50 0.34 ug/L 11/11/13 20:24 
1.1-Oichloroethane ND 0.50 0.39 ug/L 11/11/13 20:24 
1,2-Dichloroethane ND 0.50 0.17 ug/L 11/11/13 20:24 
1,1-DichlorDethene ND 0.50 0.32 ug/L 11/11/13 20:24 
1,2-Dichloropropane ND 0.50 0.45 ug/L 11/11/13 20:24 
1,3-Dichloropropane ND 0.50 0.43 ug/L 11/11/13 20:24 
2.2-Diohloropropane ND 0.50 0.31 ug/L 11/11/13 20:24 
1.1 -Dichloropropene ND 0.50 0.19 ug/L 11/11/13 20:24 
1,3-Dichloropropene. Total ND 0.50 0.32 ug/L 11/11/13 20:24 
Dilsopropyl ether ND 0.50 0.28 ug/L 11/11/13 20:24 
Ethyl benzene ND 0.50 0.12 ug/L 11/11/13 20:24 
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Client Sample Results 
Client; Weston Solutions, Inc. 
Project/Site: Wedron Site 

Client Sample ID: WGW-RW05-lT0413~ 
Date Collected: 11/04/13 14:13 
Date Received: 11/06/13 09:37 

TestAmerica Job ID: 680-95839-1 

Lab Sample ID: 680-95839-5 
Matrix: Water 

Method: 524.2 - Volatile Organic Compounds (GC/MS) (Continued) 
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed DilFac 
Ethylene DIbromlde NO 0.50 0.20 ug/L 11/11/13 20:24 1 
Freon 113 NO 0.50 0.15 ug/L 11/11/13 20:24 1 
Hexachiorobutadlene NO 0.50 0.26 ug/L 11/11/13 20:24 1 
2-Hexanone NO 10 5.0 ug/L 11/11/13 20:24 1 
Isopropylbenzene NO 0.50 0.15 ug/L 11/11/13 20:24 1 
4-lsopropyltoluene NO 0.50 0.21 ug/L 11/11/13 20:24 1 
Methylene Chloride NO 0.50 0.36 ug/L 11/11/13 20:24 1 
4-Methyl-2-pentanone (MIBK) NO 10 5.0 ug/L 11/11/13 20:24 1 
Methyl tert-butyl ettier NO 0.50 0.26 ug/L 11/11/13 20:24 1 
m-Xylene & p-Xylene NO 0.50 0.42 ug/L 11/11/13 20:24 1 
Naphthalene NO 1.0 0.43 ug/L 11/11/13 20:24 1 
n-Butyltienzene NO 0.50 0.17 ug/L 11/11/13 20:24 1 
N-Propyltienzene NO 0.50 0.17 ug/L 11/11/13 20:24 1 
o-Xylene NO 0.50 0.27 ug/L 11/11/13 20:24 1 
sec-Butylbenzene NO 0.50 0.14 ug/L 11/11/13 20:24 1 
Styrene NO 0.50 0.28 ug/L 11/11/13 20:24 1 
Tert-amyl methyl ether NO 0.50 0.20 ug/L 11/11/13 20:24 1 
tert-Sutyl alcohol NO 2.0 1.6 ug/L 11/11/1320:24 1 
tert-Butylbenzene NO 0.50 0.14 ug/L 11/11/13 20:24 1 
Tert-butyl ethyl ether NO 0.50 026 ug/L 11/11/1320:24 1 
1,1,1.2-7 etrachloroethane NO 0.50 0.16 ug/L 11/11/13 20:24 1 
1.1.2,2-Tetrachloroethane NO 0.50 0.18 ug/L 11/11/13 20:24 1 
Tetrachloroethene NO 0.50 0.30 ug/L 11/11/13 20:24 1 
Toluene 45 1.0 0.46 ug/L 11/12/1317:52 
trans-1,2-Dichloroethene NO 0.50 0.24 ug/L 11/11/13 20:24 1 
trans-1,3-Dichloropropene NO 0.50 0.48 ug/L 11/11/13 20:24 1 
1,2,3-T richlorobenzene NO 0.50 0.14 ug/L 11/11/13 20:24 1 
1.2.4-7 richlorobenzene NO 0.50 0.18 ug/L 11/11/13 20:24 1 
1.1.1-Trichloroettiane NO 0.50 0.27 ug/L 11/11/13 20:24 1 
1,1.2-7 richloroethane NO 0.50 022 ug/L 11/11/13 20:24 1 
Trichloroethene NO 0.50 0.37 ug/L 11/11/13 20:24 1 
Trichlorofluoromethane NO 0.50 0.23 ug/L 11/11/13 20:24 1 
1,2.3-7 richloropropane NO 0.50 0.18 ug/L 11/11/13 20:24 1 
Trihalomethanes, Total 5.4 0.50 0.10 ug/L 11/11/13 20:24 1 
1.2.4-7 rimethylbenzene NO 0.50 0.17 ug/L 11/11/13 20:24 1 
1.3.5-7rimethylbenzene NO 0.50 0.16 ug/L 11/11/13 20:24 1 
Vinyl chloride NO 0.50 0.33 ug/L 11/11/13 20:24 1 
Xylenes. Total NO 0.50 0.27 ug/L 11/11/13 20:24 1 

Surrogate KRecovery Quatmer Umits Prepared Analyzed DttFac 
4-Bromotluorobenzer)e 89 70- 130 11/11/13 20:24 1 
4-BromolluoroberJzene 92 70. 130 11/12/13 17:52 
1,2-Dichlorobenzene-cl4 86 70. 130 11/11/13 20:24 1 
1,2-Dichlorober)zene-d4 97 70. 130 11/12/13 17:52 2 

Method: 200.8 - Metals (ICP/MS) 
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed DilFac 
Aluminum NO 10 4.6 ug/L 11/07/13 13:19 11/08/13 22:56 1 
Antimony NO 1.0 0.40 ug/L 11/07/13 13:19 11/11/13 17:23 1 
Arsenic NO 1.0 0.37 ug/L 11/07/13 13:19 11/08/13 22:56 1 
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Client Sample Results 
Client: Weston Solutions, Inc. 
Project/Site: Wedron Site 

TestAmerica Job ID: 680-95839-1 

Client Sample ID: WGW-RW05-110413 
Date Collected: 11/04/13 14:13 
Date Received: 11/06/13 09:37 

Lab Sample ID: 680-95839-5 
Matrix: Water 

Method: 200.8 - Metals (ICR/MS) (Continued) 
Analyte Result Quallflef RL MDL Unit D Prepared Analyzed DilFac 
Barium 76 20 0.14 ug/L 11/07/1313:19 11/08/13 22:58 1 
Beryllium ND 0.40 0.15 ug/L 11/07/13 13:19 11/08/13 22:56 1 
Cadmium NO 0.10 0.043 ug/L 11/07/1313:19 11/08/13 22:58 1 
Calcium 79000 250 80 ug/L 11/07/13 13:19 11/08/13 22:56 1 
Chromium ND 2.0 1.0 ug/L 11/07/13 13:19 11/08/13 22:58 
Cobalt 4.0 0.40 0.12 ug/L 11/07/13 13:19 11/08/13 22:58 1 
Copper 2.1 1.0 0.50 ug/L 11/07/13 13:19 11/08/13 22:56 1 
Iron 11000 50 20 ug/L 11/07/13 13:19 11/08/13 22:56 1 
Lead 3.9 0.60 0.060 ug/L 11/07/1313:19 11/08/13 22:58 1 
Magnesium 34000 50 18 ug/L 11/07/13 13:19 11/08/13 22:56 1 
Manganese 210 2.5 1.2 ug/L 11/07/13 13:19 11/08/13 22:56 1 
Nickel 1.7 1.0 0.40 ug/L 11/07/1313:19 11/08/13 22:56 1 
Potassium 4900 100 31 ug/L 11/07/13 13:19 11/08/13 22:56 1 
Selenium ND 2.0 0.58 ug/L 11/07/1313:19 11/11/13 17:23 1 
Silver ND 1.0 0.10 ug/L 11/07/13 13:19 11/08/13 22:56 1 
Sodium 10000 SO 23 ug/L 11/07/1313:19 11/08/13 22:56 1 
Thallium ND 0.20 0.10 ug/L 11/07/13 13:19 11/08/13 22:56 1 
Vanadium ND 1.0 0.30 ug/L 11/07/1313:19 11/08/13 22:56 1 
Zinc 8.5 J 20 28 ug/L 11/07/1313:19 11/08/13 22:56 1 

Method: 245.1 - Mercury (CVAA) 
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed DIIFac 
Mercury ND 0.20 0.091 ug/L 11/07/1315:14 11/08/13 17:54 1 

General Chemistry 
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed DIIFac 
Nitrate Nitrite as N ND 0.050 0.010 mg/L 11/08/13 12:16 1 

Client Sample ID: WGW-RW06-110413 Lab Sample ID: 680-95839-6 
Date Collected: 11/04/13 15:50 Matrix: Water 
Date Received: 11/06/13 09:37 

Method: 524.2 - Volatile Organic Compounds (GC/MS) 
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed DilFac 
Acetone ND 10 5.0 ug/L 11/11/13 20:47 1 
Benzene ND 0.50 0.18 ug/L 11/11/13 20:47 1 
Bromobenzene ND 0.50 0.42 ug/L 11/11/13 20:47 1 
Bromoform ND 0.50 0.39 ug/L 11/11/13 20:47 1 
Bromomethane ND 1.0 0.45 ug/L 11/11/1320:47 1 
2-Butanone (MEK) ND 10 50 ug/L 11/11/1320:47 1 
Carbon tetrachloride ND 0.50 0.22 ug/L 11/11/13 20:47 1 
Chlorobenzene ND 0.50 0.27 ug/L 11/11/13 20:47 1 
Chlorobromomethane ND 0.50 0.30 ug/L 11/11/13 20:47 1 
Chlorodibromomethane ND 0.50 0.43 ug/L 11/11/13 20:47 1 
Chloroethane ND 1.0 0.33 ug/L 11/11/13 20:47 1 
Chlorofonn ND 0.50 0.29 ug/L 11/11/13 20:47 1 
Chloromethane ND 0.50 0.32 ug/L 11/11/13 20:47 1 
2-Chlorotoluene ND 0.50 0.17 ug/L 11/11/13 20:47 1 
4-Chlorotoluene ND 0.50 0.18 ug/L 11/11/13 20:47 1 
cis-1,2-Dichloroethene ND 0.50 0.37 ug/L 11/11/13 20:47 1 
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Client Sample Results 
Client: Weston Solutions, Inc. 
Project/Site: Wedron Site 

TestAmerica Job ID: 680-95839-1 

Client Sample ID: WGW-RW06-110413 
Date Collected: 11/04/13 15:50 
Date Received: 11/06/13 09:37 

Lab Sample ID: 680-95839-6 
Matrix: Water 

Method: 524.2 - Volatile Organic Compounds (GC/MS) (Continued) 
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed 
cis-1,3-Dichloropropene ND 0.50 0.32 ug/L 11/11/1320:47 
1,2-Dibromo-3-Chloropropane NO 0.50 0.30 ug/L 11/11/13 20:47 
Dibromomethane ND 0.50 0.38 ug/L 11/11/13 20:47 
1,2-Dichlorobenzene ND 0.50 0.17 ug/L 11/11/13 20:47 
1,3-Dichlorobenzene ND 0.50 0.14 ug/L 11/11/13 20:47 
1,4-Dichlorobenzene ND 0.50 0.18 ug/L 11/11/13 20:47 
DIchlorobromomethane ND 0.50 0.10 ug/L 11/11/13 20:47 
DIchlorodlfluoromethane ND * 0.50 0.34 ug/L 11/11/13 20:47 
1.1-Dlchloroethane ND 0.50 0.39 ug/L 11/11/13 20:47 
1.2-Dichloroethane ND 0.50 0.17 ug/L 11/11/13 20:47 
1,1-Dlchloroethene ND 0.50 0.32 ug/L 11/11/13 20:47 
1,2-Dichloropropane ND 0.50 0.45 ug/L 11/11/13 20:47 
1,3-Dichloropropane ND 0.50 0.43 ug/L 11/11/13 20.47 
2,2-Dichloropropane ND 0.50 0.31 ug/L 11/11/13 20:47 
1,1 -Dichloropropene ND 0.50 0.19 ug/L 11/11/13 20:47 
1,3-Dichloropropene, Total ND 0.50 0.32 ug/L 11/11/13 20:47 
Dilsopropyt ether ND 0.50 0.28 ug/L 11/11/13 20:47 
Ethyl benzene ND 0.50 0.12 ug/L 11/11/13 20:47 
Ethylene Dibromide ND 0.50 0.20 ug/L 11/11/13 20:47 
Freon 113 ND 0.50 0.15 ug/L 11/11/13 20:47 
Hexachlorobutadiene ND 0.50 0.26 ug/L 11/11/13 20:47 
2-Hexanone ND 10 5.0 ug/L 11/11/13 20:47 
Isopropylbenzene ND 0.50 0.15 ug/L 11/11/13 20:47 
4-lsopropyltoluene ND 0.50 0.21 ug/L 11/11/13 20:47 
Methylene Chloride ND 0.50 0.36 ug/L 11/11/13 20:47 
4-Methyl-2-pentanone (MIBK) ND 10 5.0 ug/L 11/11/13 20:47 
Methyl tert-butyl ether ND 0.50 0.26 ug/L 11/11/13 20:47 
m-Xylene & p-Xylene ND 0.50 0.42 ug/L 11/11/13 20:47 
Naphthalene ND 1.0 0.43 ug/L 11/11/13 20:47 
n-Butylbenzene ND 0.50 0.17 ug/L 11/11/13 20:47 
N-Propylbenzene ND 0.50 0.17 ug/L 11/11/13 20:47 
o-Xylene ND 0.50 0.27 ug/L 11/11/13 20:47 
seo-Butylbenzene ND 0.50 0.14 ug/L 11/11/13 20:47 
Styrene ND 0.50 0.28 ug/L 11/11/13 20:47 
Tert-amyl methyl ether ND 0.50 0.20 ug/L 11/11/13 20:47 
tert-Butyl alcohol ND 2.0 1.6 ug/L 11/11/13 20:47 
tert-Butylbenzene ND 0.50 0.14 ug/L 11/11/13 20:47 
Tert-butyl ethyl ether ND 0.50 0.26 ug/L 11/11/13 20:47 
1,1.1,2-Tetrachloroethane ND 0.50 0.16 ug/L 11/11/13 20:47 
1,1.2,2-Tetraohloroethane ND 0.50 0.18 ug/L 11/11/13 20:47 
Tetrachloroethene ND 0.50 0.30 ug/L 11/11/13 20:47 
Toluene ND 0.50 0.23 ug/L 11/11/13 20:47 
trans-1,2-Dichloroethene ND 0.50 0.24 ug/L 11/11/13 20:47 
trans-1,3-Dlohloropropene ND 0.50 0.48 ug/L 11/11/13 20:47 
1,2,3-T richlorobenzene ND 0.50 0.14 ug/L 11/11/13 20:47 
1,2,4-T richlorobenzene ND 0.50 0.18 ug/L 11/11/13 20:47 
1,1,1 -T richloroethane ND 0.50 0.27 ug/L 11/11/13 20:47 
1,1,2-T richloroethane ND 0.50 0.22 ug/L 11/11/13 20:47 
Trichloroethene ND 0.50 0.37 ug/L 11/11/13 20:47 
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Client Sample Results 
Client: Weston Solutions, inc. 
Project/Site: Wedron Site 

TestAmerica Job ID: 680-95839-1 

Client Sample ID: WGW-RW06-110413 
Date Collected: 11/04/13 15:50 
Date Received: 11/06/13 09:37 

Method: 524.2 - Volatile Organic Compounds (GC/MS) (Continued) 
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed DIIFac 
T richlorofluoramethane ND 0.50 0.23 ug/L 11/11/13 20:47 1 
1,2.3-T richloropropane ND 0.50 0.18 ug/L 11/11/13 20:47 1 
Trihalomethanes. Total ND 0.50 0.10 ug/L 11/11/13 20:47 1 
1,2.4-T rimethylbenzene ND 050 0.17 ug/L 11/11/13 20:47 1 
1,3.5-T rimethyltienzene ND 0.50 0.16 ug/L 11/11/13 20:47 1 
Vinyl chloride ND 0.50 0.33 ug/L 11/11/13 20:47 1 
Xylenes. Total ND 0.50 0.27 ug/L 11/11/13 20:47 1 

Surrogate %fiecovery Qualifier Limita Prepared Analyzed DIIFac 
4-Bromofluorobenzene 89 70-130 11/11/13 20:47 1 

Lab Sample ID: 680-95839-6 
Matrix: Water 

1,2-Dichlorobenzene-d4 82 70-130 11/11/13 20:47 

Page 19 of 34 

TestAmerica Savannah 

11/15/2013 



QC Sample Results 
Client: Weston Solutions, Inc. 
Project/Site: Wedron Site 

TestAmerIca Job ID: 680-95839-1 

Method: 524.2 - Volatile Organic Compounds (GO/MS) 

Lab Sample ID: MB 680-302639/9 
Matrix: Water 
Analysis Batch; 302639 

MB MB 

Client Sample ID: Method Blank 
Prep Type: Total/NA 

Oil Fac If Analyta Result Quallfler RL MDL Unit D Prepared Analyzed 
Acetone ND 10 5.0 ug/L 11/11/13 16:33 
Benzene ND 0.50 0.18 ug/L 11/11/13 16:33 
Bromot>enzene ND 0.50 0.42 ug/L 11/11/13 16:33 
Bromoform ND 0.50 0.39 ug/L 11/11/13 16:33 
Bromcmettiane ND 10 0.45 ug/L 11/11/1316:33 
2-Biitanone (MEK) ND 10 5.0 ug/L 11/11/1316:33 
Cartion tetrachloride ND 0.50 0.22 ug/L 11/11/13 16:33 
Chiorol>enzene ND 0.50 0.27 ug/L 11/11/13 16:33 
Chlorobromomethane ND 0.50 0.30 ug/L 11/11/13 16:33 
Chiorodibromomethane ND 0.50 0.43 ug/L 11/11/13 16:33 
Chloroethane ND 1.0 0.33 ug/L 11/11/13 16:33 
Chlorofonn ND 0.50 0.29 ug/L 11/11/13 16:33 
Chlorometliane ND 0.50 0.32 ug/L 11/11/13 16:33 
2-Chlorotoluene ND 0.50 0.17 ug/L 11/11/13 16:33 
4-Chlorotoluene ND 0.50 0.16 ug/L 11/11/13 16:33 
cis-1,2-Dlchloroethene ND 0.50 0.37 ug/L 11/11/1316:33 
ds-l ,3-Dichioropropene ND 0.50 0.32 ug/L 11/11/13 16:33 
1,2-Olbron[io-3-Chloropropane ND 0.50 0.30 ug/L 11/11/13 16:33 
DIbromomethane ND 0.50 038 ug/L 11/11/13 16:33 
1,2-Oichlorobenzene ND 0.50 0.17 ug/L 11/11/13 16:33 
1,3-Dlchlorobenzene ND 0.50 0.14 ug/L 11/11/13 16:33 
1,4-Dictilorobenzene ND 0.50 0.18 ug/L 11/11/13 16:33 
DIchlorobromomethane ND 0.50 0.10 ug/L 11/11/1316:33 
Dichlorodifluoromethane ND 0.50 0.34 ug/L 11/11/13 16:33 
1,1-Dichloroethane ND 0.50 0.39 ug/L 11/11/1316:33 
1,2-Dlchloroethane ND 050 0.17 ug/L 11/11/13 16:33 
1,1-Dlchloroethene ND 0.50 0.32 ug/L 11/11/13 16:33 
1,2-Dlchloropropane ND 0.50 0.45 ug/L 11/11/13 16:33 
1.3-Oichloropropane ND 0.50 0.43 ug/L 11/11/13 16:33 
2,2-Dichloropropane ND 0.50 0.31 ug/L 11/11/13 16:33 
1,1-Dichloropropene ND 0.50 0.19 ug/L 11/11/13 16:33 
1,3-Dichloiopropene. Total ND 0.50 0.32 ug/L 11/11/1316:33 
Diisopropyl ether ND 0.50 0.28 ug/L 11/11/13 16:33 
Ethyltjenzerie ND 0.50 0.12 ug/L 11/11/13 16:33 
Ethylene DIbromlde ND 0.50 0.20 ug/L 11/11/1316:33 
Freon 113 ND 0.50 0.15 ug/L 11/11/1316:33 
Hexachlorobutadlene ND 0.50 0.26 ug/L 11/11/1316:33 
2-Hexanone ND 10 5.0 ug/L 11/11/1316:33 
Isopropylbenzene ND 0.50 0.15 ug/L 11/11/1316:33 
4-lsopropyltoluene ND 0.50 0.21 ug/L 11/11/13 16:33 
Methylene Chloride ND 0.50 0.36 ug/L 11/11/13 16:33 
4-Methyl-2-pentanone (MIBK) ND 10 5.0 ug/L 11/11/13 16:33 
Methyl tert-butyt ether ND 0.50 0.26 ug/L 11/11/13 16:33 
m-Xylene & p-Xylene ND 0.50 0.42 ug/L 11/11/13 16:33 
Naphthalene ND 1.0 0.43 ug/L 11/11/13 16:33 
n-Butylbenzene ND 0.50 0.17 ug/L 11/11/13 16:33 
N-Propytbenzene ND 0.50 0.17 ug/L 11/11/1316:33 
o-Xylene ND 0.50 0.27 ug/L 11/11/1316:33 
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QC Sample Results 
Client; Weston Solutions, Inc. 
Project/Site: Wedron Site 

TestAmerica Job ID: 680-95839-1 

Method: 524.2 - Volatile Organic Compounds (GO/MS) (Continued) 

Lab Sample ID: MB 680-302639/9 
Matrix: Water 
Analysis Batcti: 302639 

Client Sample ID: Method Blank 
Prep Type: Total/NA 

Analyte 
MB MB 

Result Qualifier RL MDL Unit D Prepared Analyzed 
sec-Butylbenzene ND 0.50 0.14 ug/L 11/11/13 16:33 
Styrene ND 0.50 0.28 ug/L 11/11/13 16:33 
Tert-amyl methyl ether ND 0.50 0.20 ug/L 11/11/1316:33 
tert-Butyl alcohol ND 2.0 1.6 ug/L 11/11/1316:33 
tert-Butylbenzene ND 0.50 0.14 ug/L 11/11/1316:33 
Tert-butyl ethyl ether ND 0.50 0.26 ug/L 11/11/1316:33 
1,1,1,2-Tetrachloroethane ND 0.50 0.16 ug/L 11/11/13 16:33 
1,1.2,2-Tetrachtoroethane ND 0.50 0.18 ug/L 11/11/13 16:33 
Tetrachloroethene ND 0.50 0.30 ug/L 11/11/1316:33 
Toluene ND 0.50 0.23 ug/L 11/11/13 16:33 
trans-1.2-Dichloroethene ND 0.50 0.24 ug/L 11/11/13 16:33 
trans-l ,3-Dichloropropene ND 0.50 0.48 ug/L 11/11/13 16:33 
1,2,3-Trichlorobenzene ND 0.50 0.14 ug/L 11/11/13 16:33 
1,2,4-T richlorobenzene ND 0.50 0.18 ug/L 11/11/13 16:33 
1,1,1-Trichloroethane ND 0.50 0.27 ug/L 11/11/13 16:33 
1,1,2-Trichk)roethane ND 0.50 0.22 ug/L 11/11/13 16:33 
Thchloroethene ND 0.50 0.37 ug/L 11/11/13 16:33 
T richlorofluoramethane ND 0.50 0.23 ug/L 11/11/1316:33 
1,2,3-T richloropropane ND 0.50 0.18 ug/L 11/11/13 16:33 
Trihalomethanes, Total ND 0.50 0.10 ug/L 11/11/13 16:33 
1,2,4-T rimethylbenzene ND 0.50 0.17 ug/L 11/11/13 16:33 
1,3,5-T rimethylbenzene ND 0.50 016 ug/L 11/11/1316:33 
Vinyl chloride ND 0.50 0.33 ug/L 11/11/13 16:33 
Xylenes. Total ND 0.50 - 0.27 ug/L 11/11/13 16:33 

MB MS 

DiiFac 

Surrogate %Recovery Qualifier Umlts Prepared Analyzed Off Fee 
4-Bromottuorobenzerte 93 70-130 11/1171316:33 1 
1,2-Dichlorobertzene-d4 82 70-130 11/11/1316:33 1 

Lab Sample ID: LCS 680-302839/3 Client Sample ID: Lab Control Sample 
Matrix: Water Prep Type: Total/NA 
Analysis Batch: 302839 

Spike LCS LCS %Rec. 
Analyte Added Result Qualifier Unit D %Rec Limits 
Acetone 40.0 35.7 ug/L 89 70.130 
Benzene 20.0 20.2 ug/L 101 70.130 
Bromobenzene 20.0 20.5 ugA. 102 70-130 
Bromoform 20.0 20.6 ug/L 103 70-130 
Bromomethane 20.0 20.6 ug/L 103 70-130 
2-Butanone (MEK) 40.0 39.7 ug/L 99 70-130 
Carbon tetrachloride 20.0 22.2 ug/L 111 70-130 
Chlorobenzene 20.0 20.4 ug/L 102 70-130 
Chlorobromomethane 20.0 20.1 ug/L 100 70 -130 
Chlorodibromomethane 20.0 20.5 ug/L 102 70-130 
Chloroethane 20.0 20.2 ug/L 101 70-130 
Chloroform 20.0 19.6 ug/L 98 70-130 
Chloromethane 20.0 20.9 ug/L 104 70-130 
2-Chlorotoluene 20.0 20.5 ug/L 103 70.130 
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QC Sample Results 
Client; Weston Solutions, Inc. 
Project/Site: Wedron Site 

TestAmerica Job ID: 680-95839-1 

Method: 524.2 - Volatile Organic Compounds (GO/MS) (Continued) 

Lab Sample ID: LOS 680-302639/3 
Matrix: Water 
Analysis Batch: 302639 

Client Sample ID: Lab Control Sample 
Prep Type: Total/NA 

Spike LCS LCS %Rec. 
Analyte Added Result Qualifier Unit D %Rec Umlts 
4-Chlorotoluene 20.0 20.8 ug/L 104 70-130 
cis-1.2-Dichloroethene 20.0 20.9 ug/L 105 70.130 
ots-1,3-Dichloropropene 20.0 21.7 ug/L 109 70-130 
1,2-Dibronio-3-Chloropropane 20.0 19.0 ug/L 95 70 -130 
Dibromomethane 20.0 17.8 ug/L 89 70 -130 
1.2-Oichlorobenzene 20.0 20.0 ug/L 100 70-130 
1.3-Dichlorobenzene 20.0 20.4 ug/L 102 70.130 
1,4-Dlcbk>robenzene 20.0 21.0 ug/L 105 70.130 
Dichlorobromomethane 20.0 21.2 ug/L 106 70-130 
Dichlorodifluoromethane 20.0 26.3 • ug/L 131 70 -130 
1,1-Dichloroethane 20.0 20.5 ug/L 102 70-130 
1,2-Dichloroethane 20.0 19.2 ug/L 96 70 -130 
1,1-Dichloroethene 20.0 21.5 ug/L 108 70-130 
1,2-Oichloropropane 20.0 19.0 ug/L 95 70 -130 
1,3-Dichloropropane 20.0 20.0 ug/L 100 70-130 
2.2-Oichloropropane 20.0 24.3 ug/L 121 70 -130 
1,1-Dichloropropene 20.0 20.1 ug/L 100 70-130 
1.3-Dichloropropene. Total 40.0 42.3 ug/L 106 70-130 
Diisopropyl ether 16.0 18.8 ug/L 105 70 -130 
Ethylbenzene 20.0 21.7 ug/L 108 70-130 
Ethylene Dibromlde 20.0 18.9 ug/L 95 70 -130 
Freon 113 16.0 16.8 ug/L 105 70-130 
Hexachlorobutadlene 20.0 19.9 ug/L 99 70-130 
2-Hexanone 40.0 37.2 ug/L 93 70-130 
Isopropylbenzene 20.0 24.1 ug/L 120 70 -130 
4-lsopropyltoluene 20.0 22.6 ug/L 113 70 -130 
Methylene Chloride 20.0 20.1 ug/L 100 70-130 
4-Methyt-2-pentanone (MIBK) 40.0 39.1 ug/L 98 70-130 
Methyl tert-butyl ether 16.0 15.2 ug/L 95 70-130 
m-Xylene & p-Xylene 40.0 42.9 ug/L 107 70-130 
Naphthalene 20.0 17.8 ug/L 89 70 -130 
n-Butylbenzene 20.0 22.1 ug/L 111 70-130 
N-Propylbenzene 20.0 22.1 ug/L 110 70-130 
o-Xylene 20.0 20.9 ug/L 105 70-130 
sec-Butylbenzene 20.0 21.7 ug/L 108 70 -130 
Styrene •' 20.0 23.5 ug/L 117 70-130 
Tert-amyl methyl ether 16.0 16.1 ug/L 101 70-130 
tert-Butyl alcohol 80.0 76.1 ug/L 95 70-130 
tert-Butylbenzene 20.0 22.6 ug/L 113 70-130 
Tert-butyl ethyl ether 16.0 16.4 ug/L 103 70-130 
1,1,1,2-Tetrachloroethane 20.0 21.1 ug/L 105 70-130 
1,1,2,2-Tetrachloroethane 20.0 19.3 ug/L 96 70-130 
Tetrachloroethene 20.0 20.9 ug/L 104 70-130 
Toluene 20.0 21.4 ug/L 107 70 -130 
trans-1,2-Ojchloroethene 20.0 20.0 ug/L 100 70-130 
trans-1,3-Dlchloropropene 20.0 20.6 ug/L 103 70-130 
1,2,3-T richlorotienzene 20.0 19.5 ug/L 97 70 -130 
1,2,4-T richlorobenzene 20.0 19.3 ug/L 97 70-130 
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QC Sample Results 
Client: Weston Solutions, Inc. 
Project/Site: Wedron Site 

TestAmerica Job ID: 680-95839-1 

Method: 524.2 - Volatile Organic Compounds (GO/MS) (Continued) 

Lab Sample ID: LCS 680-302639/3 
Matrix: Water 
Analysis Batch: 302639 

Client Sample ID: Lab Control Sample 
Prep Type: Total/NA 

Spike LCS LCS %Rec. 
Analyte Added Result Qualifier Unit 0 %Rec Limits 
1,1,1 -T fichloroethane 20.0 22.2 ug/L 111 70-130 
1,1,2-Triefiloroethane 20.0 19.8 ug/L 99 70.130 
Trichloroethene 20.0 20.1 ug/L 101 70.130 
Trichlorofluoromethane 20.0 22.5 ug/L 113 70-130 
1.2.3-Triehloropropane 20.0 18.9 ug/L 95 70.130 
Trihalomethanes, Total 80.0 819 ug/L 102 70.130 
1,2,4-T rimettiylbenzene 20.0 21.8 ug/L 109 70-130 
1.3,5-T rimettiylbenzene 20.0 21 8 ug/L 109 70-130 
Vinyl chloride 20.0 23.0 ug/L 115 70 -130 
Xylenes, Total 60.0 63.9 ug/L 106 70-130 

LCS LCS 
Surmgate %Recoveiy Qualifier Umita 
4-Bromonuorobenzene 104 70.130 
1,2-Dichlombenzene-d4 105 TO- 130 

Lab Sample ID: LCSD 680-302639/4 Client Sample ID: Lab Control Sample Dup 
Matrix: Water Prep Type: Total/NA 
Analysis Batch: 302639 

Spike LCSD LCSD %Rec. RPD 
Analyte Added Result Qualifier Unit D %Rec Umits RPD Umit 
Acetone 40.0 34.7 ug/L 87 70-130 3 30 
Benzene 20.0 19.3 ug/L 96 70-130 5 30 
Bromotienzene 20.0 20.3 ug/L 101 70-130 1 30 
Bromofomi 20.0 20.7 ug/L 103 70-130 0 30 
Bromomethane 20.0 21.1 ug/L 106 70-130 3 30 
2-Butanone (MEK) 40.0 39.3 ug/L 98 70-130 1 30 
Carbon tetrachloride 20.0 21.2 ug/L 106 70-130 4 30 
Chlorobenzene 20.0 20.2 ug/L 101 70-130 1 30 
Chlorobromomethane 20.0 20.1 ug/L 101 70-130 0 30 
Chlorodtbromomethane 20.0 20.2 ug/L 101 70-130 1 30 
Chloroethane 20.0 19.6 ug/L 98 70-130 3 30 
Chlorofotm 20.0 19.1 ug/L 96 70-130 3 30 
Chloromethane 20.0 19.6 ug/L 98 70.130 6 30 
2-Chlorotoluene 20.0 20.2 ug/L 101 70-130 2 30 
4-Chlorotoluene 20.0 20.5 ug/L 102 70.130 1 30 
ds-l ,2-Dichloroethene 20.0 20.7 ug/L 103 70.130 1 30 
cis-1,3-Dichloropropene 20.0 21.9 ug/L 110 70-130 1 30 
1,2-Dibromo-3-Chloropropane 20.0 18.9 ug/L 95 70-130 0 30 
Oibromomethane 20.0 18.2 ug/L 91 70-130 3 30 
1,2-Djchlorobenzene 20.0 19.9 ug/L 99 70 -130 1 30 
1,3-Oichlorobenzene 20.0 19.8 ug/L 99 70-130 3 30 
1.4-Oichlorobenzene 20.0 21.1 ug/L 105 70-130 0 30 
Otchlorobromomettiane 20.0 20.8 ug/L 103 70-130 3 30 
Dichloroditluoromethane 20.0 25.1 ug/L 125 70-130 5 30 
1,1-DichlorDethane 20.0 20.3 ug/L 102 70-130 1 30 
1,2-Dlchloroethane 20.0 18.7 ug/L 93 70-130 3 30 
1,1-Dichloroethene 20.0 21.2 ug/L 106 70-130 1 30 
1,2-Oichloropropane 20.0 19.6 ug/L 98 70-130 3 30 

m 
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QC Sample Results 
Client: Weston Solutions, Inc. 
Project/Site: Wedron Site 

TestAmerica Job ID: 680-95839-1 

Method: 524.2 - Volatile Organic Compounds (GC/MS) (Continued) 

Lab Sample ID: LCSD 680-302639/4 
Matrix: Water 
Analysis Batch: 302639 

Client Sample ID: L.ab Control Sample Dup 
Prep Type: Total/NA 

Analyte 
Spike 

Added 
LCSD LCSD 

Result Qualifier Unit D %Rec 
%Rec, 
Umits RPD 

RPD 
Limtt 

1,3-Dichloropropane 20.0 19.5 ug/L 98 70.130 3 30 
2,2-Diehloropropane 20.0 22.8 ugA. 114 70.130 6 30 
1,1-Dichloropropene 20.0 19.2 ug/L 96 70-130 5 30 
1,3-Dichloropropene. Total 40.0 41.9 ug/L 105 70-130 1 30 
Dllsopropyl ether 16.0 16.5 ug/L 103 70.130 1 30 
Ethyltienzene 20.0 20.8 ug/L 104 70-130 4 30 
Ethylene Ditiroinkie 20.0 19.2 ug/L 96 70-130 1 30 
Freon 113 16.0 16.5 ug/L 103 70.130 2 30 
Hexachlorobutadiene 20.0 19.9 ug/L 100 70. 130 0 30 
2-Hexanone 40.0 37.5 ug/L 94 70.130 1 30 
Isopropyltjenzene 20.0 23.7 ug/L 119 70.130 1 30 
4-lsopropyttoluene 20.0 22.4 ug/L 112 70.130 1 30 
Methylene Chloride 20.0 20.4 ug/L 102 70.130 1 30 
4-Methyl-2-pentanone (MIBK) 40.0 39,2 ug/L 98 70.130 0 30 
Methyl tert-butyl ether 16.0 16.3 ug/L 102 70.130 7 30 
m-Xylene & p-Xylene 40.0 41.5 ug/L 104 70.130 3 30 
Naphthalene 20.0 18.6 ug/L 93 70.130 4 30 
n-Butylt)enzene 20.0 22.0 ug/L 110 70.130 1 30 
N-Propylt)enzene 20.0 21.5 ug/L 107 70.130 3 30 
o-Xylene 20.0 20.7 ug/L 104 70-130 1 30 
sec-Butylbenzene 20.0 21.5 ug/L 107 70.130 1 30 
Styrene 20.0 22.8 ug/L 114 70.130 3 30 
Tert-amyl methyl ether 16.0 15.8 ug/L 99 70.130 2 30 
tert-Butyl alcohol 80.0 79.2 ug/L 99 70.130 4 30 
teft-Butylt)enzene 20.0 21.9 ug/L 110 70.130 3 30 
Tert-butyl ethyl ether 16.0 16.3 ug/L 102 70.130 1 30 
1.1,1.2-Tetrachloroethane 20.0 20.6 ug/L 103 70.130 2 30 
1.1,2,2-Tetrachloroethane 20.0 19.5 ug/L 98 70.130 1 30 
Telrachloroethene 20.0 20.5 ug/L 102 70.130 2 30 
Toluene 20.0 21.0 ug/L 105 70.130 2 30 
trans-1,2-Dichloroethene 20.0 19.7 ug/L 98 70.130 2 30 
trans-1,3-Dichloropropene 20.0 19.9 ug/L 100 70.130 3 30 
1,2,3-T rtchlorobenzene 20.0 19.3 ug/L 96 70.130 1 30 
1,2,4-T richlorobenzene 20.0 19.3 ug/L 97 70.130 0 30 
1,1,1-Ttichloroethane 20.0 21.4 ug/L 107 70.130 4 30 
1,1.2-Trichloroethane 20.0 19.2 ug/L 96 70.130 3 30 
Trlchloroethene 20.0 18.9 ug/L 95 70.130 6 30 
Trichlorofluoramethane 20.0 22.3 ug/L 112 70.130 1 30 
1,2.3-T richloropropane 20.0 19.0 ug/L 95 70.130 0 30 
Trihalomethanes, Total 80.0 80.6 ug/L 101 70.130 2 30 
1,2,4-T rimethylbenzene 20.0 21.6 ug/L 108 70.130 1 30 
1,3,5-T rimethylbenzene 20.0 21.5 ug/L 107 70-130 2 30 
Vinyl chloride 20.0 22.1 ug/L 111 70.130 4 30 
Xylenes, Total 60.0 52.2 ug/L 104 70.130 3 30 

LCSD LCSD 
Surrogate HRecovery QualHhr Umlta 
4-Bromofluorotieraene 104 70-130 
1,2-Dichlorobenzer>B-d4 105 70-130 

m 
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QC Sample Results 
Client: Weston Solutions, Inc. 
Project/Site; Wedron Site 

TestAmerIca Job ID; 680-95839-1 

Method: 524.2 - Volatile Organic Compounds (GO/MS) (Continued) 

Lab Sample ID: MB 680-302808/7 
Matrix: Water 
Analysis Batch: 302808 

Analyte 
Toluene 

Surrogate 
4-Bromofluorobenzene 
1,2-Dichlorobenzene-d4 

Lab Sample ID: LCS 680-302808/4 
Matrix: Water 
Analysis Batch: 302808 

Analyte 

MB MB 
Result Qualifier RL 

NO 

MS MB 
XRecoveiy Qualifier 

90 
95 

Toluene 

Surrogate 
LCS LCS 

%Recovery Qualifier 
A-Bromofluorobenzena 
1,2-Dichlorot>enzerte-d4 

Lab Sample ID: LCSD 680-302808/5 
Matrix: Water 
Analysis Batch: 302808 

Analyte 

95 
101 

Toluene 

Surrogate 
LCSD LCSD 

%Recovery Qualifier 
4-Bromofluorobenzene 
1,2-Dichlorobenzene-d4 

95 
101 

0.50 

Umlts 
70.130 
70.130 

MDL Unit 
0.23 ug/L 

Spike 
Added 

20.0 

Limits 
70-130 
70- 130 

Spike 
Added 

20.0 

Umlts 
70-130 
70-130 

LCS LCS 
Result Qualifier 

19.2 

LCSD LCSD 
Resuit Quaiifier 

19.2 

Client Sample ID: Method Blank 
Prep Type: Total/NA 

D Prepared Analyzed Dii Fac 
11/12/1316:04 T Ml 

Prepared Analyzed 
11/12/13 16:04 
11/12/13 16:04 

DHFae 
f 
1 

Unit 

Client Sample ID: Lab Control Sample KM 
Prep Type: Total/NA .-•9 

%Rec. 
D %Rec Umits 

ug/L 96 70.130 

Client Sample ID: Lab Control Sample Dup 
Prep Type: Total/NA 

Unit 
ug/L 

%Rec 
%Rec. 
Umits 
70 -130 

RPD 
RPD Umit 

30 

Method: 200.8 - Metals (ICP/MS) 

Lab Sample ID: MB 680-302155/1-A 
Matrix: Water 
Analysis Batch: 302570 

MB MB 

Client Sample ID: Method Blank 
Prep Type: Total/NA 
Prep Batch: 302155 

DilFac /Vnaiyte Result Quaiifier RL MDL Untt D Prepared Analyzed 
Aluminum ND 10 4.6 ug/L 11/07/1313:19 11/08/1321:52 
Arsenic ND 1.0 0.37 ug/L 11/07/1313:19 11/08/1321:52 
Barium ND 2.0 0.14 ug/L 11/07/13 13:19 11/08/1321:52 
Beiylllum ND 0.40 0.15 ug/L 11/07/13 13:19 11/08/1321:52 
Cadmium ND 0.10 0.043 ug/L 11/07/13 13:19 11/08/13 21:52 
Caldum ND 250 80 ug/L 11/07/13 13:19 11/08/13 21:52 
Chromium ND 2.0 1.0 ug/L 11/07/13 13:19 11/08/13 21:52 
Cobalt ND 0.40 0.12 ug/L 11/07/13 13:19 11/08/13 21:52 
Copper ND 1.0 0.50 ug/L 11/07/13 13:19 11/08/13 21:52 
Iron ND 50 20 ug/L 11/07/1313:19 11/08/13 21:52 
Lead ND 0.60 0.060 ug/L 11/07/1313:19 11/08/13 21:52 
Magnesium ND 50 18 ug/L 11/07/13 13:19 11/08/1321:52 
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QC Sample Results 
Client: Weston Solutions, Inc. 
Project/Site: Wedron Site 

TestAmerica Job ID: 680-95839-1 

Method: 200.8 - Metals (ICP/MS) (Continued) 

Lab Sample ID: MB 680-302155/1-A 
Matrix: Water 
Analysis Batch: 302570 

Client Sample ID: Method Blank 
Prep Type: Total/NA 
Prep Batch: 302155 

MB MB 
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Oil Fac 
Manganese ND 2.5 12 ug/L 11/07/13 13:19 11/08/13 21:52 1 
Nickel ND 1.0 0.40 ug/L 11/07/13 13:19 11/08/13 21:52 1 
Potassium ND too 31 ug/L 11/07/1313:19 11/08/13 21:52 1 
Silver ND 1.0 0.10 ug/L 11/07/1313:19 11/08/13 21:52 1 
Sodium ND 50 23 ug/L 11/07/1313:19 11/08/13 21:52 1 
Thallium ND 0.20 0.10 ug/L 11/07/1313:19 11/08/13 21:52 1 
Vanadium ND 1.0 030 ug/L 11/07/1313:19 11/08/13 21:52 1 
Zinc ND 20 2.8 ug/L 11/07/1313:19 11/08/13 21:52 1 

Lab Sample ID: MB 680-302155/1-A Client Sample ID: Method Blank 
Matrix: Water Prep Type: Total/NA 
Analysis Batch: 302825 Prep Batch: 302155 

MB MB 
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Oil Fac 
Antimony ND 1.0 0.40 ug/L 11/07/1313:19 11/11/13 15:45 1 
Selenium ND 2.0 0.58 ug/L 11/07/13 13:19 11/11/13 15:45 1 

Lab Sample ID: LCS 680-302155/3-A Client Sample ID: Lab Control Sample 
Matrix: Water Prep Type: Total/NA 
Analysis Batch: 302570 Prep Batch: 302155 

Spike LCS LCS %Rec. 
Analyte Added Result Qualifier Unit 0 %Rec Umlts 
Aluminum 2000 2090 ug/L 104 85.115 
Arsenic 40.0 42.2 ug/L 106 85.115 
Barium 40.0 41.5 ug/L 104 85.115 
Beryllium 20.0 20.2 ug/L 101 85.115 
Cadmium 20.0 18.8 ug/L 94 85.115 
Calcium 2000 2150 ug/L 108 85.115 
Ctiromium 40.0 42.3 ug/L 106 85.115 
Cotralt 20.0 20.5 ug/L 102 85.115 
Copper 40.0 40.9 ug/L 102 85.115 
Iron 2000 2210 ug/L 110 85.115 
Lead 20.0 20.6 ug/L 103 85.115 
Magnesium 2000 2100 ug/L 105 85.115 
Manganese 200 209 ug/L 104 85.115 
Nickel 40.0 40.9 ug/L 102 85.115 
Potassium 2000 2020 ug/L 101 85.115 
Silver 20.0 21.0 ug/L 105 85.115 
Sodium 2000 2070 ugA. 103 85.115 
Tliallium 16.0 16.6 ug/L 104 85.115 
Vanadium 40.0 40.7 ug/L 102 85.115 
Zinc 40.0 41.9 ug/L 105 85.115 

Lab Sample ID: LCS 680-302155/3-A Client Sample ID: Lab Control Sample 
Matrix: Water Prep Type: Total/NA 
Analysis Batch: 302825 Prep Batch: 302155 

Spike LCS LCS %Rec. 
Analyte Added Result Qualifier Unit D %Rec Umlts 
Antimony 20.0 22.1 ug/L 110 85-115 

;.-*s 
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QC Sample Results 
Client; Weston Solutions, Inc. 
Project/Site: Wedron Site 

TestAmerica Job ID: 680-95839-1 

Method: 200.8 - Metals (ICP/MS) (Continued) 

Lab Sample ID: LOS 680-302155/3-A 
Matrix: Water 
Analysis Batch: 302825 

Analyte 
Selenium 

Spike 
Added 

40.0 

LOS LOS 
Result Qualifier 

41.5 
Unit 
ug/L 

Client Sample ID: Lab Control Sample 
Prep Type: Total/NA 
Prep Batch: 302155 

%Rec. 
D %Rec Umits 

104 85.115 

Method: 245.1 - Mercury (CVAA) 

Lab Sample ID: MB 680-302199/1-A 
Matrix: Water 
Analysis Batch: 302676 

Anaiyte 
Mercury 

Lab Sample ID: LCS 680-302199/2-A 
Matrix: Water 
Analysis Batch: 302676 

Analyte 
Mercury 

MB MB 
Result Qualifler RL 

ND 

Spike 
Added 

MDL Unit 
0.20 0.091 ug/L 

LCS LCS 
Result Qualifier Unit 

2.50 2.50 ug/L 

Client Sample ID: Method Blank 
Prep Type: Total/NA 
Prep Batch: 302199 

Prepared Analyzed 
11/07/13 15:14 11/08/13 17:36 

Oil Fac 
T 

Client Sample ID: Lab Control Sample 
Prep Type: Total/NA 
Prep Batch: 302199 

%Rec. 
D %Rec Limits 

100 85-115 

Method: 353.2 - Nitrogen, Nitrate-Nitrite 

Lab Sample ID: MB 680-302373/13 
Matrix: Water 
Analysis Batch: 302373 

Analyte 
Nitrate Nitrite as N 

Lab Sample ID: LCS 680-302373/14 
Matrix: Water 
Analysis Batch: 302373 

/tnaiyte 

MB MB 
Result Qualifier 

NO 
RL 

Spike 
Added 

MDL Unit 
0.050 0.010 mg/L 

LCS LCS 
Result Qualifier Unit 

Nitrate Nitrite as N 0.997 1.05 

Client Sample ID: Method Blank 
Prep Type: Total/NA 

Prepared Analyzed 
11/08/1311:39 

Oil Fac 
T 

Client Sample ID: l.ab Control Sample 
Prep Type: Total/NA 

mg/L 

%Rec. 
Umits 

106 90.110 
%Rec 
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QC Association Summary 
Client: Weston Solutions, Inc. 
Project/Site: Wedron Site 

TestAmerica Job ID: 680-95839-1 

GC/MS VGA 

Analysis Batch: 302639 

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch 
680-95839-1 WGW-RW01-110413 Total/NA Water 524.2 
680-95839-2 WGW-RW02-110413 Total/NA Water 524.2 
680-95839-3 WGW-RW03-110413 TotalflMA Water 524.2 
680-95839-4 WGW-RW04-110413 Total/NA Water 524.2 
680-95839-5 WGW-RW05-110413 Total/NA Water 524.2 
680-95839-6 WGW-RW06-110413 Total/NA Water 524.2 
ICS 680-302639/3 Lab Control Sample Total/NA Water 524.2 
LCSD 680-302639/4 Lab Control Sample Dup Total/NA Water 524.2 
MB 680-302639/9 Method Blank Total/NA Water 524.2 

Analysis Batch: 302808 

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch 
680-95839-5 WGW-RW05-110413 Total/NA Water 524.2 
LCS 680-302808/4 Lab Control Sample TotalMA Water 524.2 
LCSD 680-302808/5 Lab Control Sample Dup Total/NA Water 524.2 
MB 680-302808/7 Method Blank Total/NA Water 524.2 

Metals 

Prep Batch: 302155 
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch 
680-95839-1 WGW-RW01-110413 Total/NA Water 200 
680-95839-2 WGW-RW02-110413 Total/NA Water 200 
680-95839-3 WGW-RW03-110413 Total/NA Water 200 
680-9583M WGW-RW04-110413 Total/NA Water 200 
680-95839-5 WGW-RW05-110413 Total/NA Water 200 
LCS 680-302155/3-A Lab Control Sample TotalffJA Water 200 
MB 680-302155/1-A Method Blank Total/NA Water 200 

Prep Batch: 302199 

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch 
680-95839-1 WGW-RW01-110413 Total/NA Water 245.1 
680-95839-2 WGW-RW02-110413 Total/NA Water 245.1 
680-95839-3 V7GW-RW03-110413 Total/NA Water 245.1 
680-95839-4 WGW-RW04-110413 Total/NA Water 245.1 
680-95839-5 \/\/GW-RW05-110413 TotaVNA Water 245.1 
LCS 680-302199/2-A Lab Control Sample Total/NA Water 245.1 
MB 680-302199/1-A Method Blank Total/NA Water 245.1 

Analysis Batch: 302570 

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch 
680-95839-1 WGW-RW01-110413 Total/NA Water 200.8 302155 
680-95839-2 WGW-RW02-110413 Total/NA Water 200.8 302155 
680-95839-3 WGW-RW03-110413 Total/NA Water 200.8 302155 
680-95839-4 WGW-RW04-110413 Total/NA Water 200.8 302155 
680-95839-5 WGW-RW05-110413 Total/NA Water 200.8 302155 
LCS 680-302155/3-A Lab Control Sample Total/NA Water 200.8 302155 
MB 680-302155/1-A Method Blank . Total/NA Water 200.8 302155 

y ; 
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QC Association Summary 
Client: Weston Solutions, Inc. 
Project/Site: Wedron Site 

TestAmerIca Job ID: 680-95839-1 

Metals (Continued) 

Analysis Batch: 302676 

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch 
680-95839-1 WGW-RW01-110413 Total/NA Water 245.1 302199 
680-95839-2 WGW-RW02-110413 Total/NA Water 245.1 302199 
680-95839-3 WGW-RW03-110413 Total/NA Water 245.1 302199 
680-95839-4 WGW-RW04-110413 Total/NA Water 245.1 302199 
680-95839-5 WGW-RW05-110413 Total/NA Water 245.1 302199 
ICS 680-302199/2-A Lab Control Sample Total/NA Water 245.1 302199 
MB 680-302199/1-A Method Blank TotalffJA Water 245.1 302199 

Analysis Batch: 302825 

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch 
680-95839-1 WGW-RW01-110413 Total/NA Water 200.8. 302155 
680-95839-2 WGW-RW02-110413 Total/NA Water 200.8 302155 
680-95839-3 WGW-RW03-110413 Total/NA Water 200.8 302155 
680-95839-4 WGW-RW04-110413 Total/NA Water 200.8 302155 
680-95839-5 WGW-RW05-110413 Total/NA Water 200.8 302155 
LCS 680-302155/3-A Lab Control Sample TotalflMA Water 200.8 302155 
MB 680-302155/1-A Method Blank Total/NA Water 200.8 302155 

General Chemistry 

Analysis Batch: 302373 

Lab Sample ID Client Sample ID Prep type Matrix Method Prep Batch 
680-95839-1 WGW-R\W01-110413 Total/NA Water 353.2 
680-95839-2 WGW-RW02-110413 Total/NA Water 353.2 
680-95839-3 WGW-RW03-110413 Total/NA Water 353 2 
680-95839-4 WGW-RW04-110413 Total/NA Water 353J2 
680-95839-5 WGW-RW05-110413 Total/NA Water 353.2 
LCS 680-302373/14 Lab Control Sample Total/NA Water 353.2 
MB 680-302373/13 Method Blank TotalflJA Water 353.2 

m 
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Lab Chronicle 
Client; Weston Solutions, Inc. 
Project/Site: Wedron Site 

TestAmerica Job ID: 680-95839-1 

Client Sample ID: WGW-RW01-110413 
Date Collected: 11/04/13 10:55 
Date Received: 11/06/13 09:37 

Lab Sample ID: 680-95839-1 
Matrix: Water 

Batch Batch Dilution Batch Prepared 
Prep Type Type Method Run Factor Number or Analyzed Analyst Lab 
Total/NA Analysis 524.2 1 302639 11/11/13 18:52 WJC TALSAV 

Totalfl^A Prep 200 302155 11/07/13 13:19 BJB TAL SAV 
Total/NA Analysis 200.8 1 302570 11/08/13 22:40 CME TAL SAV 

Total/NA Prep 245.1 302199 11/07/13 15:14 UU1 TAL SAV 
Total/NA Analysis 245.1 1 302676 11/08/13 17:44 UU1 TALSAV 

Total/NA Prep 200 302155 11/07/1313:19 BJB TALSAV 
Total/NA Analysis 200.8 1 302825 11/11/1316:49 BWR TALSAV 

TotalffiA Analysis 353.2 1 302373 11/08/13 12:14 CRW TALSAV 

Client Sample ID: WGW-RW02-110413 
Date Collected: 11/04/13 11:45 
Date Received: 11/06/13 09:37 

Lab Sample ID: 680-95839-2 
Matrix: Water 

Batch Batch Dilution Batch Prepared 
Prep Type Type Method Run Factor Number or Analyzed Analyst Lab 
Total/NA Analysis 524.2 1 302639 11/11/13 19:15 WJC TALSAV 

Total/NA Prep 200 302155 11/07/13 13:19 BJB TALSAV 
TotalMA Analysis 2008 1 302570 11/08/13 22:44 CME TALSAV 

Total/NA Prep 245.1 302199 11/07/13 15:14 UU1 TALSAV 
TotalffJA Analysis 2451 1 302676 11/08/13 17:47 UU1 TAL SAV 

TotalffJA Prep 200 302155 11/07/1313:19 BJB TALSAV 
Totalfl^A Analysis 200.8 1 302825 11/11/13 16:55 BWR TALSAV 

TotalMA /Analysis 353.2 1 302373 11/08/1312:06 CRW TALSAV 

Client Sample ID: WGW-RW03-110413 
Date Collected: 11/04/13 13:00 
Date Received: 11/06/13 09:37 

Lab Sample ID: 680-95839-3 
Matrix: Water 

Batch Batch Dilution Batch Prepared 
Prep Type Type Method Run Factor Number or Analyzed Analyst Lab 
Total/NA Analysis 524.2 1 302639 11/11/13 19:38 WJC TALSAV 

Total/NA Prep 200 302155 11/07/1313:19 BJB TALSAV 
TotalMA Analysis 200.8 1 302570 11/08/13 22:48 CME TALSAV 

Total84A Prep 245.1 302199 11/07/1315:14 UU1 TALSAV 
Total/NA Analysis 245.1 1 302676 11/08/1317:49 UU1 TALSAV 

Total/NA Prep 200 302155 11/07/1313:19 BJB TAL SAV 
Total/NA Analysis 200.8 1 302825 11/11/1317:12 BWR TAL SAV 

Total/NA Analysis 353.2 1 302373 11/08/1312:04 CRW TAL SAV 
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Lab Chronicle 
Client: Weston Solutions, Inc. 
Project/Site: Wedron Site 

TestAmerica Job ID: 680-95839-1 

Client Sample ID; WGW-RW04-110413 
Date Collected: 11/04/13 13:30 
Date Received: 11/06/13 09:37 

Lab Sample ID: 680-95839-4 
Matrix: Water 

Batch Batch Dilution Batch Prepared 
Prep Type Type Method Run Factor Number or Analyzed Analyst Ub 
Total/NA Analysis 524.2 1 302639 11/11/13 20:01 WJC TAL SAV 

Total/NA Prep 200 302155 11/07/1313:19 BJB TAL SAV 
TotaWA Analysis 200.8 1 302570 11/08/13 22:52 CME TAL SAV 

Total/NA Prep 245.1 302199 11/07/1315:14 UU1 TAL SAV 
Total/NA Analysis 245.1 1 302676 11/08/13 17:52 UU1 TAL SAV 

Total/NA Prep 200 302155 11/07/1313:19 BJB TAL SAV 
Total/NA Analysis 200.8 1 302825 11/11/1317:17 BWR TAL SAV 

Total/NA Analysis 3532 1 302373 11/08/13 12:15 CRW TAL SAV 

Client Sample ID: WGW-RW05-110413 
Date Collected: 11/04/13 14:13 
Date Received: 11/06/13 09:37 

Lab Sample ID: 680-95839-5 
Matrix: Water 

Batch Batch Dilution Batch Prepared 
Prep Type Type Method Run Factor Number or Analyzed Analyst Lab 
Total/NA Analysis 524.2 1 302639 11/11/13 20:24 WJC TAL SAV 

Total/NA Analysis 524.2 2 302808 11/12/13 17:52 WJC TAL SAV 

Total/NA Prep 200 302155 11/07/1313:19 BJB TAL SAV 
Total/NA /Lnalysis 200.8 1 302570 11/08/13 22:56 CME TAL SAV 

Total/NA Prep 245.1 302199 11/07/13 15:14 UU1 TAL SAV 
Total/NA Analysis 245.1 1 302676 11/08/13 17:54 UU1 TAL SAV 

Total/NA Prep 200 302155 11/07/13 13:19 BJB TAL SAV 
Total/NA Analysis 200.8 1 302825 11/11/13 17:23 BWR TAL SAV 

Total/NA Analysis 353.2 1 302373 11/08/13 12:16 CRW TAL SAV 

Client Sample ID: WGW-RW06-110413 
Date Collected: 11/04/13 15:50 
Date Received: 11/06/13 09:37 

Lab Sample ID: 680-95839-6 
Matrix: Water 

Prep Type 
Batch 
Type 

Batch 
Method Run 

DHution 
Factor 

Batch 
Nutnl>er 

Prepared 
or Analyzed 

Total/NA Analysis 524.2 

Lal>oratory References: 
TAL SAV = TestAmerica Savanriah, 5102 LaRoche Avenue, Savannah, GA 31404, TEL (912)354-7858 

Analyst Lab 
302639 11/11/13 20:47 WJC TAL SAV 
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Serial Number 73530 
ANALYSIS REQUEST AND CHAIN OF CUSTODY RECORD 

TestAmerica 
THE LEADER IN ENVIRONMENTAL TESTING 

C ^ TestAmerica Savannah 
5102 LaRoche Avenue 
Savannah, GA 31404 

Website: www.testamericalnc.com 
Phone; (912) 354-7858 
Fax; (912) 352-0166 

(35 Alternate Laboratory Name/Location 
Phone: 
Fax: 

TAL (LAB) PROJECT MANAGER 

CUENT(SI 

CLIEOTNAME y ./ 

PROJECT NO. 

P.O. NUMBER 

CUENTPHONE 

PROJECTLOCATION 
(STATE) 

CONTRACT NO. 

CLIENT FAX 

*SoA/ di.W/C. 
COMPANY CONTRACTING THIS WORK (If afiplioable) ^ W 

SAMPLE 
DATE TIME SAMPLE OENTIFICATION 

MATRIX 
TYPE 

> 
i 1 
I 

I 
REQUIRED ANALYSIS 

S^: 

£ 

V •' li- > 

NUMBER OF CONTAINERS SUBMITTED 

PAGE OF 

STANDARD REPORT 
DELIVERY 

DATE DUE 

EXPEDfTED REPORT 
DEUVERY 
(SURCHARGE) 

DATE DUE 

NUMBER OF COOLERS SUBMITTED 
PERSHIPNENT: 

REMARKS 

N5 jl Oif 
/3^0 mjCr-uU — 

jOar-LC^ 
I/J^uj ~ RlUfci ^ \ [O^ 11 MO. 

// /5^ -^KLUOh - ilD^n 

680-95839 Chain of Custody 

TIME 

DATE TIME 

RELINQUISHED BY: (SIGNATURE DATE TIME REUNQUISHED BY: (SIGNATURE) 

RECEIVED BY: (SiGNAruHq DATE TIME RECEIVED BY: (SIGNATURE) 

DATE 

DATE 

TIME 

TIME 

LABORATORY USE ONLY 
CUSTODY INTACT 
YES O 
NO O 

CUSTODY 
SEAL NO. 

SAVANNAH 
LOG NO. 

LABORATORY REMARKS 

TAL8240-680 (1006) 



Login Sample Receipt Checklist 

Client: Weston Solutions, Inc. 

Login Number: 95839 
List Number: 1 
Creator: Contreras, Cesar A 

Question 

Job Number 680-95839-1 

List Source: TestAmerica Savannali 

Answer Comment 

Radioactivity wasn't checked or is <!= background as measured by a 
survey meter. 
The cooler's custody seal, if present, is intact. 

Sample custody seals, if present, are intact. 

The cooler or samples do not appear to have been compromised or 
tampered with. 
Samples were received on ice. 

Cooler Temperature is acceptable. 

Cooler Temperature is recorded. 

COC is present. 

COC is filled out in ink and legible. 

COC is filled out with all pertinent information. 

Is the Field Sampler's name present on COC? 

There are no discrepandes between the containers received and the COC. 

Samples are received within Holding Time. 

Sample containers have legible labels. 

Containers are not broken or leaking. 

Sample collection date/times are provided. 

Appropriate sample containers are used. 

Sample bottles are completely filled. 

Sample Preservation Verified. 

There is sufficient vol. for all requested analyses, ind. any requested 
MS/MSDs 
Containers requiring zero headspace have no headspace or bubble is 
<6mm (1/4"). 
Multiphasic samples are not present. 

Samples do not require splitting or compositing. 

Residual Chlorine Checked. 

N/A 

True 

Tme 

True 

True 

True 

True 

Tme 

Tme 

Tme 

Tme 

False 

False 

Tme 

Tme 

Tme 

Tme 

Tme 

Tme 

Tme 

Tme 

Tme 

Tme 

N/A 

Sample ID: WGW-RW06-110413 missing 3 
containers only VOAs received, 
samples collected 11/4, arrived in lab 11/6 

TestAmerica Savannah 
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Certification Summary 
Client: Weston Solutions, Inc. 
Project/Site; Wedron Site 

TestAmerica Job ID: 680-95839-1 

Laboratory: TestAmerica Savannah 
All certiflcatjons held by this laboratory are listed. Not all certifications are applicable to this report. 

Autfiority Program EPA Region Certification ID Expiration 
AFCEE SAVLAB 

A2LA DoD ELAP 399.01 02-28-15 
A2LA ISO/IEC 17025 399.01 02-28-15 
Alabama State Program 4 41450 06-30-14 
Arfransas DEQ State Program 6 88-0692 02-01-14 
C^allfomia NELAP 9 3217CA 07-31-14 
Colorado State Program 8 N/A 12-31-13* 
Connecticut State Program 1 PH-0161 03-31-15 
Florida NELAP 4 E87052 06-30-14 
GA Dept. of Agriculfure State Program 4 N/A 12-31-13* 
Georgia State Program 4 N/A 06-30-14 
Georgia State Program 4 803 06-30-14 
Guam State Program 9 09-005r 06-17-14 
Hawaii State Program 9 N/A 06-3014 
Illinois NELAP 5 200022 11-3013* 
Indiana State Program 5 N/A 06-3014 
Iowa Slate Program 7 353 07-01-15 
Kentucky State Program 4 90084 12-31-13 * 
Kentucky (UST) State Program 4 18 06-3014 
Louisiana NELAP 6 30690 003014 
Maine State Program 1 GA00006 08-1014 
Maryland State Program 3 250 12 -31-13 * 
Massachusetts State Program 1 M-GA006 06-3014 
Michigan State Program 5 9925 003014 
Mississippi State Program 4 N/A 003014 
Montana State Program 8 CERT0081 01-01-14* 
Nebraska State Program 7 TestAmerica-Savannah 003014 
New Jersey NELAP 2 GA769 06-3014 
New Mexico State Program 6 N/A 003014 
New York NELAP 2 10842 04-01-14 
ttorth Carolina DENR State Program 4 269 12-31-13* 
North Carolina DHHS State Program 4 13701 07-31-14 
Oklahoma State Program 6 9984 0031-14 
Pennsylvania NELAP 3 684)0474 003014 
Puerto Rico State Program 2 GA00006 01-01-14* 
South Carolina State Program 4 98001 06-3014 
Tennessee State Program 4 TN02961 06-3014 
Texas NELAP 6 T104704185-08-TX 11-3013* 
USDA Federal SAV 3-04 04-07-14 
Virginia NELAP 3 460161 0014-14 
Washington State Program 10 C1794 06-1014 
West Virginia State Program 3 9950C 12-31-13* 
West Virginia DEP State Program 3 94 003014 
Wisconsin State Program 5 999819810 0031-14 
Wyoming State Program 8 8TMS-L 06-3014 

' Expired certification is currently pending renewal and is considered valid. 
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WESTON Emergency Response On-Call Roster for the Week of 
November 15 - 22, 2013 

EPA ON-CALL DUTY OFFICER 
Ramon Mendoza (312) 886-4314; Cell (312) 802-1409 

EPA 24 Hour Contact Number (312) 353-2318 

WESTO N EMERGENCY CONTACTS 
Name Mobile Home 

Pam Bayles-Program Manager (847) 826-8158 (847) 596-2510 
Dan Capone-DPM/MI (313)218-2659 (517)655-6845 
Frank Beodray-OH (440)336-2595 (440)336-2595 
Rick Mehl-IL/WI/MN (847) 254-6981 (773) 832-4039 
Ben Maradkel-ER Task Mgr (773) 294-0256 (847) 506-0389 

NOTE: If no response is received within 5 minutes of your call to Rl or R2, please call your area 
representative. Program Manager or ER Task Manager listed above. 

EMERGENCY RESPONDERS CONTACT LIST 
LOCATIONS START CELL # 
Chicago, IL/ 

Green Bay, WI 
Rl (847) 417-2358 
R2 (847)561-1108 
R3 (847)417-2294 

Cleveland, OH 
Rl (440) 336-2643 
R2 (440) 336-6360 

Troy, MI 
Rl (313) 995-8592 
R2 (313)995-8594 

Cincinnati, OH 
Rl (937)313-5620 
R2 (937)313-5622 

St. Louis, MO 
Rl (618) 889-0104 

Minneapolis, MN 
Rl (651) 274-6366 
R2 (651)274-6491 

Bay West 24-hour # (651)248-7794 
Traverse City, MI 

Rl (231)499-1151 
R2 (847)417-2354 




